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This report details the tasks performed by the Center for Applied Optics 
(CAO) in support of the Normal Incidence Multilayer X-Ray Optics program 
at NASA’s Marshall Space Flight Center (MSFC). This is a continuation of 
work performed and documented under Delivery Orders 2 and 49. 

The Multi-Spectral Solar Telescope Array, or MSSTA, was launched on 
a Terrier-boosted Black Brant sounding rocket from White Sands Missile 
Range, New Mexico on May 13 1991 at 1:05PM. High resolution images of 
the sun in the soft x-ray to extreme ultraviolet (EUV) regime were obtained 
with normal-incidence Cassegrain, Ritchey-Chretien, and Herschelian 
telescopes mounted in the sounding rocket. MSSTA represents the first use 
of multilayer optics to study a very broad range of x-ray and EUV solar 
emissions. Energy-selective properties of multilayer-coated optics allow distinct 
groups of emission lines to be isolated in the solar corona and transition 
region. Features of the near and far coronal structures including magnetic 
loops of plasmas, coronal plumes, coronal holes, faint structures, and cool 
prominences are visible in these images. 

Without the use of multilayer optics, instrumentation limited by the low 
reflection efficiency of conventional mirrors at normal incidence for EUV and 
soft x-ray radiation has made it necessary for observers to compromise on 
observable characteristics including spatial resolution, temporal resolution, field 
of view, and temperature determination. Techniques such as grazing-incidence 
optics and mechanically collimated Bragg spectrometers are limited by low 
reflection efficiency at these wavelengths. The newer technique of normal 
incidence multilayer optics allows observers to achieve high angular resolution 
astronomical images with moderate spectral resolution in wavelengths from 30A 
to 1550A. MSSTA utilizes normal incidence multilayer telescopes. 

The normal incidence multilayer technique allows soft x-ray and EUV 
images to be produced with spatial resolutions as low as 0.1 arc seconds. The 
MSSTA imaging detectors had to therefore be able to record extremely high 
contrast, high resolution images of the solar disk and corona associated with 
flares and active regions without saturating and while still maintaining the 
capability of capturing very faint, low contrast structures in coronal holes, polar 
coronal plumes, network structures and faint loops in the corona. Films 
selected for MSSTA had to be sensitive over a wide portion of the 
electromagnetic spectrum. The film had to also keep its integrity in an 
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evacuated environment; it had to have low outgassing rates and the ability to 
be transported through a Pentax 645 camera while in dry vacuum conditions 
without electrostatic discharge or cracking. Characteristics of tabular grain 
Experimental XUV 100 film and uncoated Experimental Spectroscopic 649 
emulsion were established and thoroughly investigated. 

The Principle Investigator of this experiment was Arthur B. C. Walker 
of the Center for Space and Astrophysics at Stanford University. The Co- 
Investigator was Richard B. Hoover of the Space Science Laboratory at 
NASA’s Marshall Space Flight Center (MSFC). Procedures initiated by A. B. 
C. Walker and R. B. Hoover and followed in the development of this project 
can be discussed in eleven steps: 


1. Telescope Design. The design and analysis of the optical systems 
was carried out by James B. Hadaway and R. Barry Johnson of the Center for 
Applied Optics of UAH under a previous contract. See Hadaway et. al. 
"Design and Analysis of Optical Systems for the Stanford/MSFC Multi-Spectral 
Solar Telescope Array," Proc. SPIE 1160, pp. 195-208, 1989. 

2. Telescope Optical Performance Testing. These tests were 
necessary to determine the optimum focal plane for each telescope for precise 
positioning of the film plane. Equipment used for this process consisted of a 
Zygo interferometer from the CAO and software developed by Baker 
Consulting of Walnut Creek, CA. Performance of this task was carried out by 
James Hadaway and Cynthia Peterson from the CAO and Phil Baker of Baker 
Consulting. 

3. Film Type and Development Process Analysis. To allow a large 
field for the image, 70mm format film was chosen. The cameras used to 
transport this film during flight were Pentax 645 models. A series of visible 
light tests were done on film to determine the resolution of the system and off 
axis effects. Tests were also performed using the synchrotron facility at the 
University of California, Berkeley and the NIST SURFII facility. These tests 
allowed insight into the performance of the films at soft x-ray to EUV 
wavelengths as well as operation in vacuum. It was decided that KODAK 
XUV- 100 and Spectroscopic 649 film would be flown, spliced together, in each 
camera. The XUV-100 is extremely sensitive in visible light, whereas the 649 
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is nearly opaque to visible light. However, at x-ray wavelengths the two films 
are less than 3 f-stops apart. 

Methods to splice the film had to be researched thoroughly as a faulty 
splice could disable a camera. A Metrologic film splicer gave very good results 
after a few modifications were made by the manufacturer to fit our needs. 

Film characterization, establishment of experimental film handling 
procedures, data enhancement of the synchrotron tests and visible light tests 
were performed by Cynthia Peterson of the CAO in collaboration with Richard 
Hoover of NASA/MSFC. The synchrotron tests were performed by 
researchers from Stanford University. 

4. Assembly and Alignment of Payload. The seven Ritchey-Chretien 
telescopes (150A, 173A, 193A, 304A, 335A, 1216A, 1548A), two Cassegrain 
telescopes (173A, 21 1A) and a large Herschelian telescope (193 A) were mounted 
in the truss section at Stanford. The payload was then shipped to Marshall 
dean room facility in building 4705 where an array of four small Herschelian 
telescopes (143A, 1 35 A, and two 44A) were mounted and interferometric 
alignment testing was performed. Electronics were mounted, cameras were 
loaded with test film and mounted, and telescopes were shimmed to their 
proper alignment. The interferometric alignment testing was performed by 
Baker and Peterson. The electronics were designed and mounted by Max 
Allen of Stanford. Film handling and camera preparation was performed by 
Peterson. Mounting of devices was performed by Walker, Allen, and Deforest 
of Stanford and Peterson. 

5. Vibration Testing. Shake testing of the payload to simulate 
vibrational stress during flight was performed at Marshall with horizontal and 
vertical sine and random wave patterns. Post inspection was performed in the 
Marshall clean room by Hoover, Peterson, and Deforest. 

The payload was then shipped to White Sands Missile Range (WSMR) 
where delicate filters were mounted by the Stanford group including J. F. 
Lindblom and Ray O’Neal. Shake tests were again preformed at WSMR. 

6. Flight Film Loading. Critical flight film was measured, cut and 
loaded into the cameras for flight. This procedure was performed by Hoover 
and Peterson. The work at White Sands was performed partially under this 
effort and partially under a new contract (Delivery Order #129). 
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7. Pre-Launch Preparation. Assembly of the rocket and boosters on 
the rail at Navy Launch Complex #36 and necessary pre-launch preparations 
were performed by SPARCS Lockheed and the Navy. Mounted on the rail 
inside a temperature controlled, sun shielding facility, vacuum pumping was 

performed on the payload. Launch preparations were carried out by all 
groups. 

8. Launch. During the launch the film sequencing was monitored. 
A reset occurred in the system at T= +340 seconds, during an 80 second film 
exposure. Therefore, manual exposure sequencing was performed by Hoover 
and Peterson. 

9. Recovery. Recovery by helicopter of the payload was performed 
b y SPARCS, Deforest, O Neal, and Hoover. Post flight inspections were 
performed by each group. Post flight camera tests were performed for each 
camera, the film was secured, and then taken to Sacramento Peak National 
Observatory (SacPeak) in Sun Spot, NM by Hoover and Peterson. 

10. Film Processing. Development of the flight film was performed 
by Hoover and Peterson at SacPeak utilizing the expertise of Lou Gilliam and 
Todd Brown. Digitization of the images was performed by Larry November 
of SacPeak. Photographic printing of the images was performed by Peterson. 

11. Data Analysis. Analysis and quality enhancement of the images 
continues. 


A month-to-month breakdown detailing specific activities performed 
follows: 


June 1990 Discussed visible light and UV testing method to be carried 

out to establish spatial resolution, depth of field, field curvature, optical 
vignetting effects, and off axis behavior of the telescopes. Began testing film 
characteristics to determine appropriate flight film. 

July 1990 Set up optical table in preparation for optical characteristic 

testing. Included alignment of collimator with telescopes and appropriate 
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mounts. Photographically reproduced resolution target to be used in testing. 
Continued film and development process testing to determine flight film and 
development techniques. 

August 1990 Alignment of collimator to produce image of resolution 
target at infinity to be focused onto film by the telescopes. Multiple exposures 
of this test target were taken and recorded on KODAK 649 and XUV-100 
film. These films were developed using various techniques including 
development in D-76, D-19, T-Max and Microdol-X to determine the best 
processing for highest resolution. 

September 1990 A translation microscope was aligned with the telescopes and 
collimator to evaluate the image of a resolution target through the system 
The microscope was then replaced by a Pentax 645 Camera with 70 mm film 
back to record images of the resolution target. Multiple exposures where 
taken at grid interval points on a single frame to determine off-axis effects. It 
was shown that resolution remained consistent across the field until vignetting 
effects occurred. This test was performed for the 173 A, 193 A, and 304A 
telescopes. Double images or effects of defocus or vibration began to appear 
in each of the telescopes. To determine the cause and nature of this effect, a 
variety of tests was performed. It was decided to use a resolution target made 
from etched metal to eliminate the effect of internal reflections that may have 
been present in the glass targets. 

October 1990 Filter images of the 173A and 1550A where recorded on XUV 
100 and Spectroscopic 649 film. This film was analyzed to determine 
resolution at these wavelengths and best film characteristics. A microscope 
enlarger was used to enlarge the images to show the high resolution. A 
densitometer was also used to determine the density of the images on the film. 

November 1990 Results from EUV and FUV tests conducted at the NIST 
SURFII synchrotron at wavelengths of 173A, 211 A, 335A, and 1550A using XUV 
100 and Spectroscopic 649 film were analyzed. The analysis of the resultant 
images indicated that the XUV 100 film was more sensitive at 1550A than at 
EUV wavelengths. Long exposures were used to establish an H&D curve. It 
was also found that at 1550A, photons penetrated through one layer of film and 
exposed an underlying piece of film. Tests were then conducted to determine 
if a second underlying piece of film should be flown for the 1550A telescope. 
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It has thus far been found that the image on the second laver of film has lower 
integrity. 

December 1990 Film tests were continued to establish H&D curves for the 
film of solar images previously recorded by the Cassegrain telescopes (1987 
flight). Densitometry tests were also preformed on experiment film to be used 
on the upcoming flight. Spectroscopic 649 and XUV 100 film was developed 
with strict and varied processes to determine the development technique which 
yielded the best H&D curve. 

January 1991 Development of the Water Window Imaging X-Ray 
Microscope" and "Design and Analysis of a Water Window Imaging X-Ray 
Microscope (Hoover et al.) were written. Peterson provided support in the 
formation of these papers by gathering and preparing data on the Multi 
Spectral Solar Telescope Array (MSSTA) to be applied to the topic of Water 
Window Microscopy. 

February 1991 The telescopes were mounted in the truss structure. Film 

processing equipment was tested to standardize processing techniques and 
timing. 

March 1991 The MSSTA payload was returned from Stanford to the 
clean room in building 4705 at MSFC. The outer skins of the payload were 
removed. The truss structure, with mounted telescopes, was placed on V 
blocks. 

Alignment of the telescopes to the collimator was performed using a 
Michelson interferometer with video cameras, PC-eye, and Genera software, 
which Phil Baker supplied. The beam projected through each of the Ritchey- 
Chretien and Cassegrain telescopes was focused on a mock camera to allow 
viewing of the position of the spot at the focal plane of each telescope. This 
spot optimally belongs in the center. Telescopes whose spots were off axis 
were shimmed and realigned. A video camera was then installed in place of 
the mock camera. A frame grabber was used to capture and then digitize 
these images for comparison after the shake test. (It was later determined that 
this procedure would not be repeated after the shake test for comparison 
because of serious difficulties encountered in mounting the flight cameras.) 

Small mirrors for the small Herschelian telescopes were epoxied in 
brackets then mounted on the truss and aligned using the above procedure. 
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The cameras were cleaned and prepared to be mounted on the truss structure. 
Camera mounting rings were assembled and mounted on the telescopes. 

April 1991 The film was loaded for all cameras, electronics attached to 
the cameras, the cameras mounted to the telescopes, and the camera mounts 
were refabricated to fit the truss. The truss bumpers were mounted. Camera 
tests were performed indicating that one camera had failed. All telescopes 
were realigned to the collimator. Two electronic sequences were shot with all 
cameras, except the failed camera, to simulate flight. The first attempt to 
return the truss section into the outer skins showed that the bumpers did not 
fit into the skins. The bumpers were removed. A second attempt was made 
to put the truss section into the skins - the seal ring was machined too large 
and would not fit. The seal ring was machined to size, at Marshall, and the 
truss was put into the skins. The front door and rear bulkhead were attached. 
The payload was taken to the shake facility at Marshall. Vertical and 
horizontal tests were performed in both sine and random wave configurations. 
The payload was returned to the clean room. Post shake analysis was 
performed. One small Herschelian was chipped on the back surface. 
Alignment was examined (and found to have moved) and post shake film 
exposures were shot. The failed camera was then replaced with the now 
available working camera. The truss was returned to the skins. The payload 
was shipped to White Sands. The launch date was set for 13 Mav 1991 at 
1:00pm (local). y 

May 1991 Final assembly of the MSSTA payload was completed at 

White Sands Missile Range. The flight film was precisely measured, spliced 
and loaded for ail flight cameras. The payload was assembled on the rail by 
SPARCS to the Black Brant Terrier-boosted rocket. Vacuum pumping 
procedures were carried out for two days. Launch on 13 May at 1:05pm (five 
minute hold due to a road block violation) was successful. A timer glitch 
occurred at T= +340 seconds (during an 80 second exposure). Therefore, 
manual camera firing sequencing was performed. Recovery of the payload was 
successful. The instrumentation was inspected. It was found that the telescope 
mounts where not completely in tact. The helicoil inserts on the telescopes did 
not completely hold. This allowed the telescopes to move during flight. It was 
also found that the 150A camera had not fired correctly due to a transport 

problem. Ground exposures were taken on all cameras before and after the 
flight. 
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The film was then taken to SacPeak National Observatory in Sun Spot, 
New Mexico to develop, digitize, and print flight data solar images. 
Development of most of the flight film was done using a Fulton automatic 
processing machine. Lou Gilliam and Todd Brown from the observatory aided 
in the film processing. Larry November performed the digitization of the 
images. Degradation of the XUV 100 flight film was discovered. Straight and 
parallel lines cross the image surface. It was determined that this effect was 
caused by cracking of the emulsion during film transport after having been in 

a vacuum for an extended amount of time. This theory has not yet been test 
proven. 

June 1991 Data obtained on the MSSTA flight for the 44A solar image 

on XUV 100 70mm film was very thin. Photographic techniques were 
employed to gain detail and density of the image so that it may be useable, 
printable data. The best technique was to make a copy of the negative on high 
speed direct positive duplicating film (4575). Color enhanced pictures of the 
12 16 A H Lyman alpha image were produced. Work was also performed on a 
proposal for a solar polarimeter to fly on the next MSSTA flight. 


Evaluation of the images recorded shows that the best results of film 
processing were for 649 film developed in Dektol for 25 minutes. In all cases 
the film was underexposed. The data retrieved for 1550A Carbon 4 was out of 
focus due to movement of the telescope resulting from a mounting problem. 
Excellent images were produced from the 1216A H Lyman alpha, and 193A 
Iron 12 cameras. The 304 A and 350A results were not successful; it is suspected 
that the problems occurred due to their filters. The 44A small Herschelian 
camera produced faint images. Data analysis and film improvement of image 
integrity is presently being continued. 

In conclusion, MSSTA has successfully obtained unprecedented 
information regarding the structure and dynamics of the solar atmosphere in 
the temperature range of 10*K to lCfK. This project has yielded a very 
powerful experimental apparatus for the investigation of the thermal density 
of the corona and chromosphere. The performance of MSSTA has 
demonstrated a unique combination of ultra-high spatial resolution and 
spectral differentiation by use of multilayer optics. 
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Publications resulting from this effort include: 


"Performance of the Multi-Spectral Solar Telescope Array III: Optical 
Characteristics of the Ritchey-Chretien and Cassegrain Telescopes," Richard 
B. Hoover, Phil Baker, James B. Hadaway, R. Barry Johnson, Cynthia M. 
Peterson, David Gabardi, Arthur B. C. Walker, Joakim F. Lindblom, Craig E. 
Deforest, and R. H. O’Neal, in X-Ray/EUV Optics for Astronomy, Microscopy 
and Projection Lithography, (Richard B. Hoover and Arthur B C Walker 
eds.), Proc SPIE, 1343, (1990). 


Performance of the Multi-Spectral Solar Telescope Array VI: 
Performance and Characteristics of the Photographic Films," Richard B. 
Hoover, Arthur B. C. Walker, Craig E. Deforest, Maxwell J. Allen, and Joakim 
F. Lindblom, in X-Ray/EUV Optics for Astronomy, Microscopy and Projection 

Lithography, (Richard B. Hoover and Arthur B. C. Walker, eds ) Proc SPIE 
1343, (1990). * 

"Response Characteristics of the MSSTA Photographic Films at EUV 
and FUV Wavelengths," Richard B. Hoover, Arthur B. C. Walker, Craig E. 
Deforest, Joakim F. Lindblom, Maxwell J. Allen, and Cynthia M. Peterson to 
be presented at SPIE 1991. 
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TABLE 1. 

MSSTA Telescope Design Specifications 


RTTCHEY-CHRETIEN 1 

Focal Length 

350 cm 

Overall Length 

100 cm 

Mirror^eparation 

80 cm 

Primary Diameter 

12.7 cm 

Secondary Diameter 

4.9 cm 

Total Field of View j 

48 arc min 

F-Number 

28 

Primary Curvature 

-0.004464 cm" 1 

Secondary Curvature 

-0.010625 cm' 1 

Conic Constants 

-1.08192, -4.68042 
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Fig. 1. Schematic layout of the MSSTA Ritchey-Chretien Telescope. 


incidence multilayer x-ray optics. Consequently, the Ritchey-Chretien design was selected as the optical 
onfiguration for the large MSSTA telescopes (Fig. 1). 

This provides an aplanatic system with excellent performance over a wide field of view. Our theoretical 
studies revealed that the MSSTA Ritchey-Chretien telescopes were optically capable of yielding spatial 
resolution better than 0.3 arc sec over a 48 arc mm field of view, which corresponds to 200 line pair/mm 
spatial resolution at the film plane. It further established that a spatial resolution of 0.03 arc sec (2000 line 
pair/mm) was theoretically possible near the optical axis at a wavelength of 173 A, with resolution of the 
order of 0.1 arc sec out to 10 arc min off axis. Obviously, the 0.03 arc sec limiting values significantly exceed 
the pointing and control capabilities of the Terrier-boosted Black Brant vehicle and the Lockheed attitude 
control system. However, it is hoped that quiescent periods will exist during the flight which may permit 
images to be recorded at 0.1 arc sec spatial resolution. 

Ray trace analysis shows that over th^ central 20 arc minute region, the predicted resolution is approxi- 
mately 0.1 arc sec as shown in Fig. 2. Only a very slight (fraction of an arc second) degradation in resolution 
occurs over the central 50 arc minute field of view Fig. 3 offered by the current telescope configuration. 
The maximum off-axis field angle is limited by vignetting imposed by the a central hole of 2.54 cm radius 
n the primary mirror. Even though only a very slight degradation in resolution results from increasing the 
- lze °f the hole in the primary to permit observations over a wider field of view, a somewhat significant loss 
;n throughput is experienced due to the vignetting effects. 

The field limit for high resolution images produced by aplanatic telescopes such as the Ritchey-Chretien 
is essentially constrained by astigmatism and field curvature. Although systems with focal planes curved 
to precisely match the Petzval surface are conceivable, and some solid state devices have been made with 
precisely that objective in mind, the difficulties in general outweigh the benefits obtained in image quality 
improvements. For photographic systems where film transport is desired from long rolls in systems which 
must operate in a vacuum, significant technological difficulties exist in attempting to use image planes curved 
to match the contour of the Petzval surface. Hence, an alternate approach that is very frequently used is to 
focus the system in such a manner as to achieve balanced resolution over the entire field. Moving the fiat 
image plane toward the telescope primary by 0.04 cm. degrades the on-axis resolution to 0.3 arc sec but 0.1 
arc sec resolution is achievable at the limb Fig. 4, The resolution remains better than 0.5 arc sec over a 50 
arc min full field of view, which would allow high resolution observations of the solar corona out to 1.6 R< r>. 

Since these Ritchey-Chretien telescopes are apianats, the primary image degradation arises from curva- 
ture of field and astigmatism. At the edge of the usable field of aplanatic telescopes the distortion is usually 
only a few hundredths of an arc sec. Image blur due to astigmatism is symmetric and therefore the center of 
the point spread function can be very precisely located. The optical elements were polioshed to the required 
figure from Zerodur blanks by Baker Consulting. Polishing of the mirrors by Advanced Flow Polishing 
methods resulted in a surface smoothness accuracy of 1-2 A rms as measured using a Zygo profilometer. 
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Fig. 2. Theoretic^ performance of the MSSTA Ritchey-Chretien telescopes over the central 20 
arc minute field. The theoretical diffraction limit for the 173 A telescope is shown as the dashed 
line. The curves show the effect of increasing the s.ze of the hole m the primary mirror. 



Fig. 3. Resolution of the MSSTA Telescopes over a wide field of view 
optimal performance on-axis. The current telescope has a central hole in 
radius which limits the full field of view to 50 arc minutes. 


with system focused for 
the primary of 2.54 cm 


2. TELESCOPE ASSEMBLY AND INTERFEROMETRIC ALIGNMENT 

l a .riwt .wliy sub-arc second resolution with these systems. the a|i , lnd focus „ f 

each telescope must be accomplished w„h extreme accuracy. To insure that the system alignment could 

™rThe .rtm,™ Ld7o 3 P a " T” *" mo " n,ed “ “ °P««1 bench of specialised desijn to 
allta. the primary and secondary terrors to be accurately maintained in the same relation after the rocket 
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Figure 4. Improvement in spatial resolution of the MSSTA telescopes that can be achieved by 
moving the flat film plane toward the telescope primary mirror by 0.04 cm. 

launch load vibrations. The primary mirrors are mounted in mirror ceils with proper centering achieved by 
means of eight accurate spacer rods which separated the perimeter of the optic from the inner wall of the 
cell as described in detail by Hoover et al. 7 

The mounting of the primary and secondary elements and the assembly and alignment of the completed 
systems was carried out by the MSSTA team using the optical facilities available at the Applied Optics 
Corporation in Walnut Creek, CA. The mirrors were assembled into the cells using a A/20 optical flat of 20 
inch diameter. Precision spacers were used to support the primary mirrors at a precisely defined position 
above the flat, and a Vacuum Compatible' Dow Corning Silastic RTV 90-00602 was injected into the eight 
ports around the mirror ceil. The RTV was then allowed to cure at 75 °F for 72 hours. This low outgassing, 
silastic RTV permits each mirror to be firmly held in place, but allows slight movements during vibrational 
.oadings. After the RTV had cured, pressure plates and three solid torsion springs were inserted into the 
case plates. The mirror ceils, containing the primary optics were then assembled to the base plates. Three 
?ec screws were inserted into the base plates and torqued to 40 inch ounces to provide a uniform loading on 
-he solid torsion springs (which lie between the pressure plates in the aft mount plate and the rear suface of 
the primary optic). 

The secondary mirrors are mounted in a precisely machined cell, with a Zytel 159 nylon spacer used for 
accurate centering of the optic. There is a strong amplification factor in this system and slight changes in the 
separation of the primary and secondary mirror can result in large changes in the location of the position of 
best focus. Consequently, every effort has been made to prevent changes in primary to secondary separation 
irom occurring after focusing. The optical benches were fabricated as filament wound tubes constructed at 
MSFC by Morton Thiokol. A special AS4-12k graphite fiber with an HBRF55A epoxy resin matrix was 
used. Longitudinal fibers were applied to increase the stiffness and yield optical benches with near-zero 
coefficient of thermal expansion. The tubes were also coated to minimize the effects of length changes due 
to moisture absorption. In addition, the telescopes are kept stored in dry nitrogen at all times except when 
they must be exposed for optical testing. Dehumidifiers were used in the optics test laboratory to minimize 
the relative humidity during all alignment and focusing work. The telescopes will be flown in a dry condition 
■n an evacuated payioad and this precaution was taken to minimize tube length shifts as a result of moisture 
lbsorption and release during evacuation. Prior to final assembly, all structures were cleaned and subjected 
to thermal vacuum baking in accordance with the methods and techniques developed for the Hubble Space 
Telescope optical systems. 

The initial assembly and optical alignments were carried out at Applied Optics Corporation using a 
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3. INTERFEROMETRIC TESTING OF RITCHEY-CHRETIEN TELESCOPES 

the two C^g/ams Mdrix^tchev-C?^ 11 the . SpaCe Sci “ ce Laborator y of NASA/MSFC to test and focus 
Chretien telescope svstem with the put v ^ telesco P es / five Wlth Euv multilayer coatings and one Ritchey- 
Chretien lel^^. d.^ed to 1 Lyman ^ (The 

methods.) The interferometer used was a Zveo pttf* C ° at ' ng wh,ch precluded the use of interferometric 
6328 A The 4 inch ansrt, ' Fizeau type instrument operating at a wavelength of 

« J "a " r °r T ,,U,PP ' d W,th * 4% «.t and a 90% 

;>amV Z b t Z j£ in an ,bm!t f '" d0 "i ”T' Tl “ MnU *" t »«« captured with a 

,TT “ I “ el I " bo " d 386 and “ £GA ™"'“' ““ 

optical axis and the entire ontiral ' & Ju9lments waa u3 * d to bold the telescopes on the interferometer 
P ’ h n “" Jpl,cal set “P »*» mounted on a o' X 9' Microriat Granite table. 

of the Mcondaly tSror”mr ^ m ' al ) S ° f a Smal1 optical *“ “bith was placed on the rear surface 

op...al^„f ,Lr,mm tn!'n, '/To S “' fa “ ° f th ' 5a “ r,dat * — fabricated to be orthogonal to the 

10 a " ! “ 0nda ' Th ' "«'«'«"» from this surface were viewed on the 

"/rr rr-i Afwr c °r - 

mount ( Fiff Thi« fl a * Hatl a ar ® e “ at waa P^ ace ^ a & the rear surface of the camera 

beam that Interfered with t ^ f mlerCepted the conver K m * be «n and returned a de-focused converging 

beam that interfered with the reference arm of the Fizeau causing a set of circular fringes that could be 

ZtZlnu U J~ m °“ 0r Th ' P ““ m ~ lh " “ ad " Ih " k tha ^ 

mirro T r h a e ppro^eW °[ 2 meaSUred by plac,n « * h >S b quality (A/50) flat reference 

a concav^sDhenca/retrrTl fl from the out P ut beamsplitter mirror. This mirror was then replaced with 

Chretien telescope under test (Fig' 7)" The mlrferom t aft ° f the pr,me focus of the ^tchey. 
reflection and improve system ^usitivity^The^fam^M^eflMted twice^ffThe^ret^mkror^r^Itin^Ia*! 

omnalrir " f Se ' ,S “' V,ty ° f ' h ' Th ' ° p ‘“ a ' P a “> difference, were ,'„T,dta an OPD file fo) 

.ompanson of th, reference rests to .he system rests order to extract the actual svstem pe"form»c. By 
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Fig. 6. System autocollimation test. The flat mirror is mounted at the aft camera mounting 
flange. 



Fig. 7. Test configuration for the Multi-Pass Fizeau Interferometer. The beamsplitter mirror is 
tilted to pass second-order reflection to improve sensitivity to A/8 per fringe. 

using the Fizeau interferometer in this multi-pass test configuration, a sensitivity of 1/8 wave per fringe at 
A = 6328 A is realized. 

For all telescopes except the 1550 A instrument, the multi-pass optical test was possible due to the 
high reflectivity of the optical coatings at this wavelength. This permitted several reflections to occur before 
the intensity dropped below the level that was required for acceptable contrast of the fringes. The 1550 
A telescope was coated by Acton Research Corp., of Acton, Mass, with a special “black” coating. This 
coating results in such low reflectivity at visible wavelengths that the multi-pass interferometer could not 
be used. Hence, the conventional knife-edge test was utilized for the testing and focusing of that telescope, 
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foot J 1 - 0f u th r back fOCal POSlUOn - The ,nterference pattern of the return focal 

n nrn ? lyzed for 0nyth j e focus term to establish the position of best focus. Repeatability tc 
0.001 inch waa accomplished. y 
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Fig. 9. Off-Axis test of the Ritchey-Chretien Telescope using the multi-pass configuration 

with somewhat lower accuracy in the determination of the position of best focus than is achieved bv the 

field If°, r t fi 0 "'?' “ inch a long wavelength that the depth of 

lie n 1 1 IS Significantly greater than for the EUV instruments. and the position of best focus is 

not nearly as critical for diffraction limited performance to be realized in flight. 
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of the converging beam with respect to the^lm^^ ° fthe focai plane m order to measure the centration 
•alts or decentrations as evidenced by the decenteVofTh* 7 7“ PermiMed the det «rion of slight mirror 
made when necessary. The final system tests and foco/^ ^ 0 “ ^ Sli * ht adjustments were 

following this alignment procedure. The results of th ad J ustm « nt « were performed for each telescooe 
this alignment procedure. The off-axis tests were carried o^” confirmed the validity of 

screen placed at the camera film plane posirion a.TJ T“ g the po8It,OQ of *e focal spot on a reride 
presdetenmned off-axis positions and the field angle ctlculated^n” 1 *7 f ° Cal spot waa moved to 

~ carned out to “ 

r “ - —* - »— - ^ 

£ ^ , p b “ e k ^ ro "' k *• r*'* 1 

° f frin *“' but ■* w » zr? y The Mie ” Frin " ^ ?«■»* 

alterations to the fringe patterns which occurred at th PUcd Sy8tem centra l obscuration, spiders 
significantly disturbed the algorithms used for the^ . h * se j ctor . bound «i« of the multilayer coatinss 
proved to be the better method for all fringe patterns Tft** d,8lt,Zat,on “ d hence manual digitizario^ 
■except the focus term, the back focal position wL ^ anaJy5U w,th a11 aberration terms removed 

-nnge pattern was analysed and the rms and peak-to-vafilv^ *° * **** h ‘ ?h de?rM of P r ««on. The digitized 
or convex) nature of the wavefront. The reference r^rrn n0led “ wdl “ the contour (con«^7e 

the interferometric pattern re-analyzed. When minimum™ a* btt , mOVed in prec “ ion mcrements, and 
he displayed contour had both convex and concave char^edT PCak '^ valle y erro ” were observed and 
be in the position of best focus for the telescooe nnd * \ n simultaneously, the flat was taken to 

measure the distance from the rear surfacl oTthe came ^I^ 0 " Gua * e were then used to 

to an accuracy of 0.001 inch. Several telescopes werT m* "“T? *“** l ° the tdesco P e position of best focus 
technique afforded excellent repeatability. easured more than once and it was found that this 

shims were^mpbyerbetwtn t^mrim/b^ plate" and'tt * ^ ^ prec “ ion “amiess “eel 

reparation. A change of 0.001 inch in primary to secondly ’ m ° Unt “ l ° alter the Primary /secondary 
of best focus of about 0.014 inch. The foca plane moZ\T ^ r “ U,tS m a chan?e in the P°*tS 
iimm,shed - P nC m ° VeS aft “ the to secondary separation is 


’* orREAD FUNCTIONS 

•he position of best focus of each telesclp° AIL RUcheVchfS ^ Pr ° d “ Ced when the °P tlcal fl *t is situated in 

A instrument were tested interferometncallv. The gwmerital^ 1 «cop„ with the exception of the 1550 

Jt h . e n "? terfero ?ram at the position of best focus fo7 ^J b ft d,3grams obtamed f tom analysis 

* 30 A ’. k 173 . 1 ™ A, 304 A, 335 A, and 1216 A « d «^ d to operate 

Sr h *T’ fanglng in S,2C fr °m 0.01 to 0 03 Ariv rad? Th ^ 100 The3C Me ^tremeiy tight 
■or these six telescopes are shown in (Fig. 11) The , yfad \ Three-dimensional point spread functions 

'Vronr- Fig * 12 3hows the three diLJri on a7pSF aT*™ ^ ai - tested m 

and the 211 A 6.35 cm Cassegrain telescopes The Derform* *7 f. he zoaal s P ot diagrams for the 173 A 
to be essentially diffraction-limited Tabled show, 7 f * ° f a the MSSTA telescopes is clearly seen 
USSTA Ritchey-Chretien telescopes ** C ° mpUted diffract >on limit (Airy D fsk radius) forThe 




X, 0 c n at th d e b d G C0Pe SyStemS ‘ A 12 inch dlameter ci - 

was initially aligned and focused by placing it in autoco.limat^ ^ 
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manufaclured by the Perkin Elmer Corp., Norwalk. Conn. Using this technique the Standard 1951 Air Force 

the* oSSSTJS T m “ Ufa ? tUred by Buckb - situated with the smallest bar ^oup. on 

the optical axis of the collimator and accurately in the prime focus of the collimator. A fiber optic system 

fromt^E\lt„TF^T ,C “ d dlffUSCr 9Cree “ W “ the “ “*** l ° umformiy illuminate the target with light 
rnamifietHrru^r «f" * mer ‘ ury " c source - Preliminary testing consisted of observing the highly 

TfcTifr 1 ITT Traveling Microscope as a function of position along the optical Ss 

allowed the depth of field to be exanuned and provided a direct visual confirmation of the accuracy of 
the interferometric focusing method. uracy oi 


TABLE 2. 

Diffraction Limit of MSSTA Telescopes 


RITCHEY-CHRETIEN TELESCOPE 

Wavelength A, 

Airy Disk Radius 

150 A 

0.03 arc sec 

173 A 

0.034 arc sec 

193 A 

0.038 arc sec 

304 A 

0.06 arc sec 

335 A 

0.066 arc sec 

1216 A 

0.24 arc sec 

1550 A 

r 

0.30 arc sec 


ina ^mg molved photographic documantation of images which were recorded on the MSSTA flight 
. ms. including both the Kodak XUV 100 film and the uncoated Spectroscopic 649 film. The photographic 
-e s were carried out by mounting a Pentax 645 camera on the telescope in the flight configuration and 
exposing the film. A shutter mounted on the Goers Collimator allowed several images to be recorded on a 
3ing e piece o lg m. y moving the collimator between each exposure it was possible to map out the 
image p ane in a gn o resolution target images. The quality of the images was so high that the target 
was masked to allow only the smallest (4 to 7) bar groups to be imaged. The images on the processed 
were observed with an Olympus BHN Microscope under a magnification of 50 diameters to determine the 
* allot bar elements that were resolvable. Although some variability occurred as a result of vibrational 
Tl* 4 *?* conditions within the laboratory, the best resolution obtained was generally at the diffraction 
mit. For example, the 193 A Ritchey-Chretien telescope produced a repeated series of images showing 
resolution down to the 6-3 bar group level across the entire 48 arc minute field of view, when the imaged 
were recorded on the 649 emulsion. That corresponds to a spatial resolution of 0.5 arc sec in visible light 
(diffraction-limited performance) over the entire field of view of the telescope. This suggests that our goal of 

u tra-high r^olution images in the 0.1 to 0.3 arc second range may well be realized when these instruments 
are used m flight at EUV and FUV wavelengths. 
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Fig. 10. Geometrical zonal spot diagram obtained from analysis of the interferogram at the position of 
best focus for the six MSSTA Ritchey-Chretien telescopes. 
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Fig. 11. Three-dimensional point spread functions obtained from analysis of the interferogram at the 
posuion of beat focus for the six MSSTA Ritchey-Chretien telescopes. ’ „ „ . 
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Fig. 12. (jeoriieirical zonal spot diagrams and three dimensional point spread functions obtained from analysis of the interferogram at t lie 
position of best focus for the two small MSSTA Cassegrain telescopes. 
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6. SUMMARY AND CONCLUSIONS 


The MSS TACaa ae grain and Ritchey-Chretien telescopes have been assembled and aligned using a multi- 

^Tte^p«^^n^o C rTth h0d ' Th f f mtCrfer0 T t u er WM 1150 ^ to Mai y« *»» optical perfoLmce of 
t m l h ® Cn ^ focu9,n * ° f flight instruments in visible light. Precision focusing 

of the 150 A. 173 A, 193 A. 304 A. 335 A. and 1216 A Ritchey-Chretien and the 173 A and 2nACa*Z 
.elescopes was achieved by these interferometric methods. The position of best focus was established with 
ep^tabUity to a precision of 0.001 inch. The 1550 A telescope coating precluded testing and fo xing w h 
he interferometer, so this instrument was focused using a conventional knife edge test. The mterfemmetnc 
testa indicated nns wavefront errors typically of the order of A/ 100. 

The optical performance of the telescopes was also evaluated by imagmg a Standard Air Force High 

ImaM^^W^ta^t^were^^ 1 ^Uimator as though they were situated at inftni*. 

mages of this target were recorded on the flight emulsions in the flight cameras, and have revealed diffraction 

bmted performance at the 0.5 arc second resolution level over the entire field of view of 

ment These resulU indicate that the Ritchey-Chretien telescopes should be capable of producing ultrSh 
resolution images during the MSSTA flight. producing uitra-mgn 
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ABSTRACT 

The Multi-Spectral Solar Teiescope Array (MSSTA) is a sounding rocket-borne observatory 
designed to produce ultra-high resolution full-disk images of the Sun. The MSSTA utilizes an 
array of Ritchey-Chretien, Cassegrain, and Herschelian normal incidence multilayer x-ray/EUV 
telescopes and thin film interference-coated FUV telescopes to produce narrow band solar images 
at selected wavelengths in this broad region of the electromagnetic spectrum. This mission places 
extremely strenuous requirements upon the imaging detector. The desire for ultra-high resolution 
images of the solar disk and corona out to 1.5 R .0 demands an information storage capacity which 
can at the present time be met oniy by the highest quality photographic emulsions. Furthermore, 
there exists a tremendous range in intensity levels and contrast of solar x-ray/EUV/FUV emission 
features. The MSSTA imaging detegtors must have the ability to record extremely bright, high 
contrast features associated with flares and active regions without saturating, whicle still maintain- 
ing the capability of capturing very faint, low contrast structures in coronal holes, polar coronal 
plumes, network structures and faint loops in the corona. This very difficult requirement estab- 
.ished the need for very wide latitude photographic emulsions so that these diverse features can be 
imaged at appropriate density levels within the range of exposure times that can be accommodated 
on a sounding rocket mission. 

Furthermore, the films selected for the MSSTA flight must be sensitive over a very broad 
and difficult portion of the electromagnetic spectrum. The payload must be evacuated prior to 
launch to preserve the integrity of the delicate EUV filters. Hence, the films chosen must also 
have low-outgassing rates and possess the ability to be unspooled from the reel and transported 
through conventional film cameras while dry, after exposure to high vacuum, without experiencing 
the degradation to the images which can result from electrostatic discharges. In this paper we 
describe the performance and characteristics required of photographic films for solar observations 
in the soft x-ray/EUV and FL \ wavelength regimes. We discuss the properties of the important 
new emulsions that have been selected for flight on the Multi-Spectral Solar Telescope Array. We 
also present exciting and important new data on the response characteristics of a tabular grain 
Experimental XUV 100 film and an uncoated Experimental Spectroscopic 649 emulsion based 
upon measurements of these films at the SURF II synchrotron facility of the National Institute of 
Standards and Technology and at ’he Space Sciences Laboratory of the University of California. 
Berkeley. 
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1. INTRODUCTION AND HISTORICAL BACKGROUND 


On October 23, 1987 a Nike-boosted Black Brant sounding rocket was launched from the 
White Sands Missile Range, New Mexico carrying the Stanford/MSFC/LLNL Rocket X-Ray 
Spectroheliograph. 1 This flight produced not only the first high resolution image of the Sun with 
a normal incidence multilayer x-ray telescope (Fig. 1), it also produced the first astronomical 
images ever recorded on a new and exciting tabular grain (T-grain) photographic emulsion pro- 
duced by the Eastman Kodak Company. Our flight film was a specially-coated version of KODAK 
T-MAX film, which yielded excellent sensitivity and high spatial resolution at the selected wave- 
lengths ranging from 44 A to 250 A. This T-grain film also demonstrated a very wide latitude with 
measurable diffuse densities ranging from a base fog density of 0.03 to a D ma , in excess of 3.1. 

This maximum density far exceeded that which has typically been obtained with the Schumann 
type photographic emulsions that had previously been used for astronomical research in this portion 
of the spectrum. In the soft x-ray/ EUV portion of the electromagnetic spectrum the sensitivity of 
photographic films suffers significantly due to absorption within the gelatin which is used to hold 
the silver halide grains in place. This phenomenon has been well known for a very long time. It 
was first recognized by Victor Schumann, who was responsible for the discovery of the Extreme 
Lltraviolet (EUV) portion ot the electromagnetic spectrum. To provide a film with improved 
sensitivity in this regime, he invented Schumann emulsion in 1892 and perfected it by 1901. 2 The 
Schumann emulsion has a monolayer of silver halide crystals deposited on a 12 micron thick gelatin 
pad. Halatitin effects at wavelengths for which the gelatin is transparent were reduced by adding 
a yellow dye to the gelatin pad. Since the invention of Schumann emulsions they have served as 
t ^ le primary film of choice for solar EUV photography. (We consider the soft x-ray regime to span 
the 1-100 A wavelength range, the Extreme Ultraviolet (EUV) to extend from 100 to 1000 A and 
the Far Ultraviolet (FUV) to span the range from 1000-2000 A. The Extreme Ultraviolet is also 
called XUV, which is the designation used by Kodak in referring to some of their films configured 
for use in this region of the spectrum.) 



Fig. 1 . First high r<’-- 
Cassegrain multilayer 
photographic film. 


1"3 A image of the Sun produced with a doubly reflecting 
• '■ncscopo operating at normal incidence on Kodak T-grain 100 
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The method of fabricating Schumann plates was described by Lyman in 1928, and for many 
years Schumann films were made by hand in extremely limited quantities. In 1967 the Eastman 
Kodak Company started producing them by a machine coating process. 3 Extensive utilization 
of Schumann emulsions was made by the Naval Research Laboratory group during Skylab with 
the Extreme Ultraviolet Spectroheliograph (ATM Experiment S-082A). 4 This instrument used a 
concave imaging diffraction grating to produce multiple overlapping images of the Sun in dispersed 
solar emission lines in the spectral range from 171-630 A. Schumann film types 101 and 104 were 
also used by the NRL Extreme Ultraviolet Spectrograph (ATM Experiment S-082B) 5 to perform 
solar spectroscopy in the 970-3940 A region, which they refer to as the the XUV (but which we 
refer to as the FUV and UV portions of the spectrum). 

Since Schumann film has no protective gelatin overcoat, it is extremely susceptible to abrasion, 
scratching, and fogging from environmental effects of all kinds. It is so sensitive to pressure-induced 
fogging that special “bead rails ’ are usually deposited at the edges of the film to prevent the 
emulsion surface from making any contact with the back surface of the film immediately adjacent 
to it on the roll. VanHoosier et al. 6 have described in detail the intricate care and precautions 
taken to allow this film to be used in the NRL experiments aboard Skylab. This care included the 
use of a specially designed and highly complex camera, that accommodates only single strips of 
film. Despite these intricate precautions, many of the flight exposures were damaged by pressure 
marks and other types of fogging. Furthermore, the Skylab flight film (type 104-06-05) exhibited a 
marked change in characteristics of the H&D curve as compared with the ground control samples. 
Although the laboratory samples reached a D max = 1.2, the flight film suffered a significant loss 
m both D max and contrast as compared to the identical emulsion batch that remained in the 
laboratory. The maximum diffuse density of the film which was flown reached a value of only 0.8 
and after a flat plateau at that level diminished abruptly as the exposure level increased. This 
solarization effect is extremely detrimental to the analysis of solar EUV data, as the same measured 
diffuse density can be produced by vastly different photon fluxes incident upon the film. Problems 
auch as this, coupled with the extreme difficulty in the manufacture, cost, film transport problems, 
and various unpredictable appearances of fog and blemishes in images recorded on the Schumann 
emulsions have resulted in these films being regarded as difficult, both by the user and by Eastman 
Kodak Company. Furthermore, since Al DeWan (the individual most knowledgeable about the 
manufacture of the Schumann emulsions at Eastman Kodak) retired from the company almost a 
year ago, it may become impossible to obtain Type 104. 101-07 and the other types of Schumann 
emulsions that Kodak has produced as a service to the scientific community for several years. 
Although this does not pose a difficulty for experiments such as the MSSTA. which uses relatively 
fast imaging systems with high reflection efficiency optics, it could be a serious problem for those 
interested in EUV spectroscopy of the Sun. laser fusion plasmas, or imaging of faint EUV/FUV 
sources. 


Kodak had also produced other specialized films for use at soft x-rav wavelengths. The soft 
x-rays in the 6-49 A bandpass regime, covered by our ATM Experiment S-056 x-ray telescope that 
was flown on Skylab, 7 are not nearly as strongly absorbed by gelatin as are the photons of longer 
wavelengths. Nevertheless, the (light film we utilized with this instrument to take almost 25.000 
x-ray images of the bun v>as a specially prepared Kodak SO-212 emulsion, i Some images were also 
recorded on a color emulsion. Kodak Aerial Color Film SO-242. which resulted in slightly higher 
spatial resolution but at signiri. .ntly lower x-ray sensitivity, i The SO-212 is a Kodak Panatomic- 
X Aerial film 3400 with the -t-'ctive gelatin overcoat removed to reduce soft x-ray absorption 
effects. The emulsion was d*': - '■! on a thin (63.5 micron i Estar base. The Estar base films have 
considerably higher dimea- ■ -•.ibility than the cellulose acetate butvrate base films. 


Since EUV and FUV 


:-t be ' ransported on roils alter exposure to hizh vacuum, a 
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conductive Rem-Jet backing wa a applied to the film. This prevents image degradation due to 
electrostatic discharges that occur when the film is unwound after drying as a result of exposure to 
high vacuum. However, Rem-Jet coatings are difficult to remove and great care must be exercised 
to prevent debris (in the form of tiny black particulates) from contaminating the emulsion surface 
of the film during the removal process. Any Rem-Jet particles on the emulsion side when the film 
dries have a tendency to become permanently affixed to the film. Kodak has recently solved this 
problem by developing a conductive Estar base. All of the newer EUV sensitive films which Kodak 
has provided us have been on this conductive Estar base. Extensive vacuum tests have produced 
excellent results. No degradation has ever been observed as a result of electrostatic discharges 
resulting from unspooling the dry conductive Estar base film, even after prolonged exposure to 
uitrarhigh vacuum conditions. Furthermore, there exist none of the problems associated with 
Rem-Jet removal, so this technological development is very much appreciated. 

The limitations of the Skylab films flown on S-056. S-082A and S-082B led us to be extremely 
concerned about photographic emulsons for use at wavelengths longward of 60 A. Indeed, the 
EUV wavelength regime was particularly demanding. When Skylab was launched only the very 
difficult Schumann emulsions were known with certainty to be sensitive in this regime. The Stan- 
ford/MSFC/LLNL Rocket X-Ray Spectroheliograph was designed to obtain images at selected 
wavelengths ranging from 3 A at the prime focus of the grazing incidence Wolter-Schwarzschild 
telescope to 44 A, 173 A and 256 A for the Herschelian and Cassegrain telescopes. To obtain 
suitable photographic films ( which could be transported in conventional cameras) for use in this 
region, assistance was sought !rom Al DeWan, Gordon Brown, and others at Eastman Kodak. 
Kodak provided several experimental tabular grain emulsions in 35 mm format on Estar base with 
Rem-Jet anti-static coated backing for our investigations and flight. 

Tests which were conducted at MSFC and at the Los Alamos National Laboratory revealed 
that these T-grain emulsions^ have significantly higher sensitivity in the desired regime than the 
SO-212 films which we had maintained in cold storage since the Skylab mission. The Kodak tabular 
grain films represented a revolutionary breakthrough, in that the silver halide grains are in the 
form of flat, triangular or truncated triangular crystals. The grains tend to lie flat on the base, 
which yields a film which has higher sensitivity and enhanced spatial resolution simultaneously. 
The experimental emulsion which we selected for flight on the Stanford/MSFC/LLNL Rocket X- 
Ray Spectroheliograph is now marketed commercially as KODAK T-MAX LOO film. On this flight, 
the T-grain 100 film proved itself to be an excellent detector for high resolution imaging of the 
Sun in the wavelength regime from 3 A-256 A. Hoover and Lindblom processed the flight film, by 
hand, at the White Sands Missile Range. Hoover et al. 9 have described details of film processing 
and experiences with this emulsion on the rocket flight. 


2. MSSTA PHOTOGRAPHIC FILM REQUIREMENTS 

The Multi-Spectral Solar Telescope Array utilizes Ritchey-Chretien (Fig. 2) telescopes (as 
well as Herschelians and Cassegrains) designed to image the Sun over a much broader region of 
the electromagnetic spectrum than our previous payload. Walker et al. 10 have provided a detailed 
description of this payload. 

The MSSTA telescopes are also designed to achieve a much higher spatial resolution than 
those flown on the Stanford/MSFC/LLNL Rocket X-Ray Spectroheliograph. Consequently, the 
.MSSTA poses some of the m<^; -'Tenuous demands upon the imaging detector ever imposed by a 
single spaceflight payload. Th-' ' 1SSTA requires detectors capable of providing full disk images of 
'he Sun (including the coron.i ’o 1.5 solar radii) with spatial resolution up to 0.1 arc second. 

The usable field of view ot e.a- "he Ritchey-Chretien telescopes is — 25 arc minutes, which is an 
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Fig. 2. Schematic of a MSSTA Ritchey-Chretien multilayer telescopes. The solar EUV/FUV 
images are recorded on photographic film carried in conventional 70 mm Pentax 645 cameras. 


area of 3000X3000 arc seconds. In accordance with the Xyquist limit, to achieve spatial resolution 
of 0.1 arc second over this field of view with a CCD, we would require a detector with 60,000 X 
60,000 pixels. Since the MSSTA Ritchey-Chretiens have a focal length of 3.5 meters, their plate 
scale is such- that 1 arc second is 17 microns in the detector plane. Hence, to achieve the desired 
ultra-high resolution of 0.1 arc second, a CCD type imaging detector would require pixels of 0.85 
micron dimension. These requirements are clearly far beyond the capabilities of currently available 
solid state detectors and consequently ultra-high resolution photographic emulsions afford the only 
solution. The information storage capacity of photographic films is indeed phenomenal, ranging 
from 10 7 to 10 9 bits cm -2 . Even it a CCD with these characteristics could be produced, the data 
rates produced by such an array of ultra-high resolution instruments taking full disk solar images 
simultaneously would far exceed the limitations of telemetry technologies now available. 

The MSSTA requires detectors capable of operating over a very wide and difficult portion 
of the electromagnetic spectrum, ranging from the soft x-ray (44-100 A) through the Extreme 
Ultraviolet (100-335 A) and into the Far Ultraviolet (1215.6 A and 1550 A). Photographic films 
constitute the only detectors capable of meeting these requirements. The films must be capable 
of functioning after days of exposure to high vacuum without degrading the images due to sparks 
from electrostatic discharges and they must be capable of being transported through ordinary film 
cameras. Furthermore, to permit observations of faint features in the far corona and quiet Sun 
as well as to allow rapidly varying transient features to be studied during the limited time (300- 
400 seconds) available on a sounding rocket flight, high sensitivity at these diverse wavelengths is 
needed. To accommodate the extreme variations of brightness that can occur in single image of 
the Sun (such as between the brightness levels of coronal holes and the faint corona as compared to 
that of an active region or flare), emulsions with the greatest possible latitude, which are capable 
of reaching extremely high D^ 3Z diffuse density values before solarizing, are needed. Tn order 
to adequately take advantage of extremely high spatial resolution made possible by the Ritchey- 
Chretien multilayer x-ray telescopes aboard the MSSTA payload, photographic emulsions from high 
(200 lines/mm) to ultra-high i 2000 lines/mm) spatial resolution are required. We report here on 
the initial results of our synchrotron studies of several exciting new photographic emulsions which 
were developed by Eastman Kodak Company and which meet these demanding requirements of 
the MSSTA program. 

Kodak had provided - .• batches of experimental tabular grain film in 70 mm format with 
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Type II perforations, including Experimental XUV-100, Experimental XUV-400, Experimental 
XUV-3200, and Spectroscopic 649. Visible light testing and evaluation of these films was car- 
ried out within the Space Science Laboratory at MSFC. Soft x-ray/EUV tests of the T-grain 100 
film that waa flown on the Stanford/MSFC/LLNL Rocket X-Ray Spectroheliograph were carried 
out at MSFC and at the Los Alamos National Laboratory. We conducted measurements of the 
EUV sensitivity of this film as well as investigated the EUV response characteristics of the new 
MSSTA candidate emulsions at the Stanford Synchrotron Radiation Laboratory (SSRL). We also 
performed evaluations of these films at EUV and FUV wavelengths at the University of California, 
Berkeley and at the Synchrotron Ultraviolet Radiation Facility (SURF II) of the National Institute 
of Standards and Technology (NIST). We report here on the performance of different emulsions 
and batches at selected wavelengths in the EUV and FUV that are of importance to the MSSTA 
program, based primarily upon the data obtained at NIST and the University of California, Berke- 
ley. 


3. EUV/FUV RESPONSE OF MSSTA FLIGHT FILMS 

Based upon our prior observations of base film fog, resolution and x-ray/EUV sensitivity 
characteristics we had observed in prior studies, the choices of flight emulsions was narrowed to 
the Experimental XUV 100 tabular grain film, very similar to the T-grain 100 film used on the 
last flight, and Spectroscopic 649 film. During our prior studies we had rejected the Experimental 
XUV 400 and Experimental XUV 3200 films in that they exhibited higher base fog densities and 
lower spatial resolution than the Experimental XUV 100 films, although exhibiting appreciably 
higher sensitivity at EUV wavelengths. We had also rejected certain batches of XUV 100, such as 
J4-2726, due to the presence of scratches in the film batch. Our tests at Los Alamos and SSRL 
had also established that the Experimental XUV 100 film batches were slightly more responsive at 
173 A than the T-grain 100 emulsion which was used as the flight film on our prior mission. 

These investigations, coupled with imaging tests using the flight Ritchey-Chretien telescopes 
at MSFC, had resulted in the reduction of the candidate films for the MSSTA flight to two batches 
of Experimental XUV 100 film and two batches of Spectroscopic 649 film. Both of these emulsions 
were available in <0 mm format with minimum gelatin overcoat on a conductive Estar base. The 
XUV iOO and Spectroscopic 649 films are fundamentally very different. The XUV 100 has high 
sensitivity and very good spatial resolution (200 lines/mm). This film is ideal for recording faint 
solar features and rapidly \arying transient events which require numerous short exposures. The 
Spectroscopic 649 film is a super-fine grain film capable of higher spatial resolution than any other 
film produced by Kodak. It affords even significantly higher resolution than the Kodak Technical 
Pan 2415 emulsion which has been used for solar x-ray imagery. Therefore, the Spectroscopic 649 
film was considered ideal for use as a flight emulsion on the MSSTA payload, provided it could be 
shown to have adequate sensitivity at the wavelengths of interest. The 649 emulsion is vastly less 
sensitive than the XUV 100 at visible wavelengths, but offers significantly higher spatial resolution 
1 2000 lines/mm). Consequently, this' is a most important film, as it alone offers the capability of 
achieving the ultimate 0.1 arc second spatial resolution capabilities to which the instrument has 
been designed. However, prior to our tests absolutely nothing was known about the sensitivitv of 
this film at EUV/FU’V wavrionzths. 

The ELV tests carried at the NIST SERF II synchrotron made use of a 2 A bandpass 
2.2 meter grazing incidence !• Pherson Monochromator. The tests were conducted at three wave- 
lengths of importance to the ' 1'STA instrumentation: 173 A. 211 A and 335 A. We have assumed 
that no significant variance. •mm strength occurs over the small bandwidth of the monochro- 
mator. We have also assn: 1 ■ it the beam power is directlv prooortional to the beam current. 
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The film waa contained in a specially constructed, all aluminum, light tight camera of our own 
design, which had outgassing properties suitable for use in ultra-high vacuum systems. This film 
holder was equipped with double filters, each of 1500 A aluminum foil on a nickel mesh. The filters 
were fabricated by LUXEL Corp. of Friday Harbor, Washington. We have designated as / the 
transmission of the filter pair. A calibrated United Detector Technology (UDT Model: XUV 100) 
photodiode was placed in the beam prior to any exposures being recorded. The diode current I D 

was measured for a particular beam current Ig 9 . Then for any subsequent beam current In we 
should have: 



The exposures were made by opening the beam shutter for time t which allowed the beam 
to pass through the filters and expose the film. A precision two-axis translation stage within the 
ultra-high vacuum chamber of the monochromator was then advanced to the next X and Y position 
to permit the next spot on the film to be exposed. Typical operational chamber pressures were 
in t e range °f 10 Torr. Since we know the diode quantum efficiency Q, the photon flux at the 
filter is QI d . After passing through the filter pair, the flux is fQI D . During exposure time t, the 
total number of photons hitting the film is fQIot. In an image spot of area A, the photon density 


photons fQIot 


cm 


-2 


[QJbJ_ dJ 
d/s. 


( 2 ) 


At the NIST facility, we measured the quantities I D . and / fl „ initially and I B , t and A for 
by C Ai/ POt reC ° rded ° n the film ‘ The ener Sy density is obtained by multiplying the photon density 

J he SU * F n facilit y was also used to test the MSSTA candidate films in the Far Ultraviolet 
( FUV) at 1550 A. Since this wavelength was beyond the spectral range that could be selected with 
the monochromator, the flight 155d A filters produced by Acton Research were used to select the 
radiation range which struck the film. The monochromator was placed in zero order, and the direct 
synchrotron beam allowed to transmit through both FUV filters before striking the film. To carry 
out the analysis properly, ail quantities should be convolved as functions of A. However, since the 
diode quantum efficiency Q is constant to within 10 % over the range of wavelengths within the 

100 A bandpass of the filter pair, the analysis simplifies to the EUV case where Q is replaced with 
its average. 

exposure to the synchrotron beam, the film camera was removed from the monochro- 
mator chamber and transferred to the darkroom. The camera was unloaded in total darkness 
and the film processed by hand in Kodak D-19 developer at 70 ’F for 9 minutes. It was then 
submerged in Kodak indicator stop bath at 70 °F for 30 seconds and fixed in Kodak Rapid Fixer 
at the same temperature for 4 minutes. The film was then washed in a flowing water bath at 70 
>F for 30 minutes, treated with Kodak photo-flo and allowed to drv in air. The diffuse density 
measurements were performed at MSEC using a MacBeth Model TD-504 densitometer. Prior to 
each run, a calibrated Kodak step wedge was used to verify that the densitometer was in proper 
calibration. 

The resultant images consi-r 0 t a small dark square (2.2 mm X 2.2 mm) on top of a lighter and 
larger rectangle (2.2 mm X 12 mmi. due to the properties of the monochromator grazing incidence 
optic and grating. The mono. mromator is properly focussed for radiation at 130 A wavelength, 
but becomes progressively m-'- -io- focussed at longer wavelengths. At 173 A most of the radiation 
.alls within the confines ot - -mall square and only a small fraction of the flux is in the large 
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longer apparent. The diode is large enough to receive ail radiation within both the large rectangle 
and the inscribed smaller square. This aspect of the data complicates the analysis. If the density 
of only the small square is considered, photons in the rectangle are being missed. To establish 
the relative photon flux onto the small square and the large rectangle requires knowledge of the 
H&D curve, which is the subject of the measurement. However, this analysis problem has been 
approached by means of a recursive procedure to determine how much flux fell on the small square 
and the larger rectangle: 

a) Assume all flux falls on the small square 

b) Determine the H&D curve 

c) Use H&D curve to determine flux onto large rectangle 

d) Adjust flux into small square accordingly 

e) Determine new H&D curve 

f) Recursively loop through b-e until the solution becomes stable. 

Two primary batches of Experimental XUV 100 film were evaluated at NIST as the prime 
candidates for the flight. These were batch J4-6569 and batch J4-320201. Figure 3a shows a 
composite of the data compiled on these two film batches at the test wavelengths investigated at 
the SURF II facility It can be seen that for comparable photon fluxes, slightly lower densities are 
obtained at 211 A with respect to the 173 A and 335 A photons. There is virtually no difference in 
the performance of the two film batches at 211 A. However, at 173 A, 335 A, and 1550 A emulsion 
batch J4-6569 is slightly more sensitive. The relatively flat aspect of the H&D curve for the EUV 
wavelengths at the photon flux levels available within the short exposure times obtained is probably 
an effect of absorption of the EUV photons within the gelatin. It should however be noted that 
we have previously established that the Experimental XUV 100 emulsion batch J4-320201 is more 
responsive at 173 A than the Experimental T-grain 100 film | Batch J4-994203) which was flown 
on the Stanford/MSFC/LLN L Rocket X-Ray Spectroheliograph. 

Since the MSSTA telescopesyare photographically faster than the 173 A telescope flown on 
the Stanford/MSFC/LL.N’L Rocket Spectroheliograph, and the MSSTA mirrors have a reflectivity 
that is considerably higher, comparable densities on this film should be obtained in exposure times 
which are shorter by a factor of 6. The great surprise in the measured response data lies in the 
fact that the Experimental XUV 100 film is remarkably more sensitive at 1550 A than at the EUV 
wavelengths. This is probably the result of lower absorption by the gelatin of the FUV photons. 
It can be seen that at 1550 A diffuse densities as high as 3.7 were recorded on the Experimental 
XUV 100 film batch J4-6569. It is also extremely important that even at these high densities, the 
data points still lie on the linear portion of the H&D curve with no appearance of the shoulder 
yet appearing. This indicates the tremendous dynamic range of this emulsion. Future tests are 
planned which will allow exposures sufficiently long to establish the shoulder of the curve, and if 
possible to determine what photon fluxes would be required in the FUV to initiate film solarization. 
An exciting and potentially important discovery of these tests was that the 1550 A photons are 
capable of penetrating completely through the top layer of film and exposing the underlying piece 
of film of the other batch being tested. 

This result was obtained because of the fact that adhesives commonly used to splice the film 
were not acceptable due to the ultra-high vacuum requirements of the test. The Metric Splicer 
Lltrasonic Film Splicer which we plan to use for the flight emulsions was still being fabricated. 
Consequently, to evaluate two different film batches in a single run. one piece was cut to 70 mm 
X i0 mm format and a 35 n m X 70 mm format piece of film of a different batch placed so as 
to cover half of the underivinu film. This allowed two batches to be tested for each pump-down. 
When the top piece was — d tor 30 minutes and received a density of 3.7, the bottom piece 
of film was found to have j ■ ■ • >: posed to a density of 1.3 with photons which had penetrated the 
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Fig. 3a. Measurements at SURF II of the response characteristics of two different batches of 
Experimental XUV 100 film for MSSTA flight film selection. Results are shown for measure- 
ments at 173 A, 211 A, 335 A, and 1550 A with diffuse density plotted vs. photons/cm 2 . 
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Fig. 3b. Response char.u '•ristics ot XL V 100 film with diffuse density plotted against energy 
density in fij /cm* . 
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Comjmrisom of Film Rnpomus 



Fig. 4a. Comparison ot the response characterisics of the Spectroscopic 649 film (batch J4- 
4494) with the response of the Experimental XUV 100 film (batch J4-6569) at 173 A. The 649 
is remarkably sensitive at this wavelength when one considers that it offers spatial resolution 
an order of magnitude higher than the XUV 100. 


Comparison of Film Responsts 
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Fig. 4b. Comparison ot the response of the two films compared at 1550 A. The incredibly high 
density reached by the XI \ 100 tends to exaggerate the difference in response characteristics 
in this plot. 
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entire emulsion and Estar base of the uppermost piece of film. The effect of the gelatin absorption 
is even more dearly seen when the data are shown as in Fig. 3b where the energy of the inddent 
photons is induded to calculate the inddent energy density on the film. 

The txitnrhjgh resolution Spectroscopic 649 film was also tested and the results were very 
exdting. The Spectroscopic 649 proved to be very much more sensitive in the EUV than we 
had antidpated based upon the relative sensitivity of 649 as compared to the XUV 100 at visible 
wavelengths. During resolution tests of the MSSTA telescope in white light, exposures of 30 seconds 
were required to produce densities on the film similar to that obtained on XUV 100 in 1/500 of a 
second, a difference of some 14 f/stopa, which is equivalent to exposures some 16,000 times longer. 

Even though at these exposure times reciprocity failure might play some role in the observed 
649 density levels, it is dear the the 649 is very much less responsive at visible wavelengths as 
compared to the XUV 100. The response characteristics of the Spectroscopic 649 emulsion as 
compared to the Experimental XUV 100 are shown in Fig. 4a for 173 A and in Fig. 4b for 
1550 A. The Spectroscopic 649 film is astonishingly sensitive at 173 A. Indeed, even at 1550 A it 
is responsive, although much slower than the XUV 100. These results are of the utmost imortance 
to the MSSTA program. They show that the ultra-fine grain Spectroscopic 649 emulsion be 
used for the Herschelian and Ritchey-Chretien telescopes in the EUV. Consequently, our ultimate 
goal of achieving solar images with 0.1 arc second spatial resolution on the MSSTA Bight may 
be achieved, providing the pointing system delivers sufficient stability during at least some of the 
exposures. They also indicate that the Spectroscopic 649 emulsion may even be of value in the 
FUV. At Hydrogen I Lymana ( 1216 A) the Sun emits more radiation than at all other FUV lines 
combined. Consequently, even though the film is notably less responsive, suffident solar flux at 
this wvelength should be available to permit images with a spatial resolution in the range of 0.3 
arc second, which corresponds to the diffraction limit of the telescope at 1216 A. 

The response of the two candidate batches of Spectroscopic Film 649 ( J4-4494 and J4-318801) 
in Fig. 5a is plotted as diffuse density vs. Photons/cm" 2 . Data are shown for 173 A, 335 A, 
and 1550 A. Virtually no difference is observed in the response of the two batches at 173 A and 
335 A. However, approximately 100 times more photons/cm 2 is required at 1550 A to achieve the 
same density as produced at 173 A. However, the sensitivity differences do not appear nearly so 
great when the difuse density is plotted against energy density as is shown in Fig. 5b Apparently 
somewhere between 335 A and 1550 A the film makes the transition from being a quantum detector 
where a single photon can render a grain developable to being an integrating detector, where 
multiple photons are required to render a photon developable. It is also seen that there is virtually 
no difference in the response characteristics of the two film batches. Consequently, batch J4-4494 
of the Spectroscopic 649 film has been selected as the flight film, solely because we have a larger 
amount of this emulsion batch available for the flight. 

At the Space Science Laboratory of the University of California. Berkeley we obtained only a 
single data point at 1216 A for the Spectroscopic 649 emulsion due to the low flux levels available. 
However, this did establish that the film is responsive at this wavelength. More tests are planned to 
be carried out at this wavelength at the SURF II facility, and absolute calibration must await these 
studies. At the UC Berkeley facility we also obtained 1216 A data on the Schumann emulsion type 
101-07. The film was processed using a 4-minute pre-soak in distilled water at 68 °F and developed 
for 4 minutes in Kodak D- 19 developer at 68 °F. This was followed by a 30-second stop bath and 
a 30-minute wash at the same temperature as the developer. 

It can clearly be seen (Fig. 6) that this film is phenomenally sensitive at this wavelength. 
For solar observations with an m.i^ing instrument such as MSSTA, where large photon fluxes are 
available, the additional prom.-:"- of film handling, transport, fogging, and solarization at levels 
expected within solar active r _ makes this film less than ideal for our applications. However, 
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Fig. 5a. Response characterisics of Spectroscopic 649 film batches J4-4494 and J4-319801 at 
173 A, 335 A, and 1550 A shown with measured diffuse density plotted against photons/cm 2 . 
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Fig. 5b. Response ..i • ■ 'pectroscopic 049 film batches .1 1-4494 and J4-.319S01 at 173 A. 
335 A. and 1550 A ~u-- ■ ’ it measured ditTuse density plotted asainst energy density. 
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Fig. 8 . Response characterises at 1216 A of the Schumann emulsion type 101-07. It can be 
seen that this film responds at significantly lower photon fluxes. The shoulder at the top of 
the H&D curve is appearing at a diffuse density of approximately 1. 

for spectroscopy of faint El\ /FUV sources for laboratory or astronomical applications, it is clear 
that the Schumann emulsions still have advantages to offer. 

\ 

5. SUMMARY AND CONCLUSIONS 


We have conducted tests at the Los Alamos National Laboratory, the Space Science Laboratory 
of the University of California. Berkeley, the Stanford Synchrotron Radiation Laboratory, and 
the SLRF II synchrotron of the National Institute of Standards and Technology to establish the 
response characteristics of photographic emulsions at selected El'V and FUV wavelengths. These 
tests were performed both to calibrate the T-grain film flown of the Stanford/ MSFC/LLNL Rocket 
X-Ray Spectroheliograph. and to select the flight films which will be used as the primarv imaging 
detectors for the upcoming launch of the Multi-Spectral Solar Telescope Arrav iMSSTA). 

We have presented the results of our measurements at the NIST SURF II synchrotron of the 
response characteristics of the two candidate MSSTA flight film batches ot the Experimental XL*V 
100 emulsion and the two candidate batches of the Spectroscopic 649 film. Tests were conducted 
in the EUV at 173 A. 211 A. 333 A. and in the FLV at 1550 A. Several astonishing observations 
'•vere made during the course ot this research. By far the most important is the observation that 
the Spectroscopic 649 emulsion is a suitable film for solar observations in the EUV. Although its 
sensitivity is lower than that of the Experimental XUV 100. it is oniy lower by 2 to 4 f/stops at 173 
A while its visible light sensitivity is some 14 f/stops below that ot XL\ iOO emulsion. However. 
r his film has significant 1 v h m n *t - pat ial resolution than the XL^> 100. so it will be the film ot choice 
for obtaining the ultra-hia:: • -••iution images of the bun at EUV wavelengths, and even at FUV 
■vavelengths in lines such i- .. . rogen 1 Lyman o < 1216 At where r he soiar intensity is extremely 
high. 


It was also exciting • 


r "hat the Experimental XI \ 100 is notablv more sensitive at 
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1550 A than at the EUV wavelengths. The 1550 A radiation was found to be capable of penetrat- 
es both the emnluon and film base to produce high density exposures on an underlying piece of 
film. Onr prior measurements at Los Alamos National Laboratory and SSRL had established that 
the Experimental XTJV 100 film batches tested are more responsive than the T-grain 100 emul- 
rion which was tnccessfolly flown on the Stanford/MSFC/LLNL Rocket X-Ray Spectroheiiograph. 
Since high density/high resolution images of the Sun were obtained with the small Herschelian 
mirrors and Cassegrain telescopes on this flight, we are confident that superior images will be 
produced with the significantly larger and superior Herschelian telescopes and Ritchey-Chretien 
instruments which will be flown on the MSSTA. 
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ABSTRACT 

Th' M ,ilt i-Spe c t r al Sola' Telescope Array (MSSTA) employs an array of Ritchey-Chretien, 
• m §r T’ and H ,Y S , C n heb < an normal mcidence telescopes to produce high resolution solar images 

f FTTV -° x\ X * F Tnnn oln ’^ Xtreme Ultraviolet ( EUV 100 - 1000 A) and Far Ultraviolet 

, .. ~ l ® 00 2000 ^ portions of the electromagnetic spectrum. These normal incidence 

multilayer and thin film interference coated optical systems are designed to produce narrow band 
solar images at selected wavelengths within this very broad spectral regime. The MSSTA mission 
places extremely strenuous requirements upon the imaging detector. The desire for ultra- high 
resolution (~ 0.1-0.3 arc-second) images of the solar disk and corona out to 1.5 R* demands an 
information storage capacity which can at the present time be met oniv bv the highest quality 
photographic emulsions. Since a tremendous range exists in the intensity levels and contrast 
characteristics of solar x-ray/EUV/FUV emission features, the MSSTA photographic films must 
have a wide latitude to allow extremely bright, high contrast features associated with flares and 
active regions to be recorded without saturating, while maintaining the ability to capture the faint. 
° W C ^f tr ^r C S cTM Ct fl^ e f * n corona ^ holes, polar coronal plumes, network structures and coronal loops. 

k 6 j , ® * ^ ms must have high to ultra-high resolution and be sensitive over this 

very broad and difficult portion of the electromagnetic spectrum. The gelatin overcoat of the film 
must be maintained at a minimum, while the 70 mm film must retain the ability to be transported 
through conventional Pentax 645 cameras with minimum degradation due to scratches in the 
e icate emulsion. Furthermore, since the payload must be evacuated to prevent the delicate EUV 

u* S si X " ray mt f rS / r0m faiHng due t0 acoustic vibrational stresses during launch, the MSSTA 
flight films must also have low-outgassing rates. These films must also be provided with anti-static 

* C n f ^ preVent eiectrostatl <= sparks from degrading the images as the drv film is unspooled 
through the cameras. ” 

We present the resuits of synchrotron beam line studies to establish the EUV and FUV re- 
sponse characteristics of photographic emulsions which will be flown on MSSTA for solar observa- 
tions. We discuss the properties of the important new emulsions that have been selected for flight 
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and present data on the response characteristics of a tabular grain Experimental XU V 100 film and 
an uncoated Experimental Spectroscopic 649 emulsion. These data are based upon our measure- 
ments of these films at EUV and FUV radiation from sources at the SURF II svnchrotron facility 
of the National Institute of Standards and Technology (NIST) and the Space Sciences Laboratory 
of the University of California, Berkeley. 


1. INTRODUCTION. 

The October 23, i98 7 flight of the Stanford/MSFC/LLNL Rocket X-Ray Spectroheliograph 1 
on i ike- boosted Black Brant sounding rocket was launched from the White Sands Missile Ranee 
New Mexico produced the first high resolution image of the Sun with a normal incidence multilay« 
x-ray telescope and the first astronomical soft x-ray/EUV images ever recorded on tabular grain (T- 
gram) photographic emulsions. The flight film was a specially-coated version of KODAK T-MAX 
film, which yielded excellent sensitivity and high spatial resolution at the selected wavelengths 
between 44 A end 256 A. It also demonstrated a very wide latitude, with measurable diffuse 
densities ranging from a base fog density of 0.03 to a D max in excess of 3.1. 

This maximum density far exceeded that which has typically been obtained with the Schumann 
-ype photographic emulsions that had previously been used for astronomical research in this portion 
ot the spectrum. In the soft x-ray/EUV portion of the electromagnetic spectrum the sensitivity of 
photographic films suffers significantly due to absorption within the gelatin which is used to hold 
'he silver hahde grains in place. This phenomenon was first observed bv Victor Schumann, who 
was responsible for the discovery of the Extreme Ultraviolet (EUV) portion of the electromagnetic 
spectrum. To improve the EUV sensitivity of photographic film, Schumann 2 invented in 1892 an 
emulsion with a monolayer of silver halide crystals deposited on a 12 micron thick gelatin pad. In 
modern Schumann films, the halation effects at wavelengths for which the gelatin is transparent are 
reduced by the addition a yellow dye to the gelatin pad. Schumann emulsions have subsequently 
served as the primary film of choice for solar EUV photography. 

The method of fabricating Schumann plates was described by Lyman in 1928, and for many 
years bchumann films were made by hand in extremely limited quantities. In 1967. the East- 
man Kodak Company started producing them by a machine coating process. 3 Extensive use of 
.^chumann emulsions was made by the Naval Research Laboratory group during Skvlab with the 
extreme lltraviolet Spectroheliograph (ATM Experiment S-082A).-* This instrument used a con- 
' ave imaging diffraction grating to produce multiple overlapping images of the Sun in dispersed 
solar emission lines in the spectral range from 171-630 A. Schumann film types 101 and 104 were 
also used by the NRL Extreme Ultraviolet Spectrograph (ATM Experiment S-082B) 5 to perform 
solar spectroscopy in the 970-3940 A region, which they designated as the the XUV (but which we 
refer to herein as the FUV and UV portions of the spectrum). 

Since Schumann film has no protective gelatin overcoat, it is extremely susceptible to abrasion, 
scratching, and fogging from environmental effects of all kinds. It is so sensitive to pressure-induced 
fogging that special “bead rails” are usually deposited at the edges of the film to prevent the 
.mu sion su ace making any contact with the back surface of the film immediately adjacent 
to it on the roil. VanHoosier et al. 6 have described in detail the intricate care and precautions 
that were taken to allow this film to be used in the NRL experiments aboard Skvlab. This care 
included the use of a specially designed and highly complex camera, that accommodates only single 
strips of film. Despite these intricate precautions, many of the flight exposures were damaged bv 
pressure marks and other types of fogging. Furthermore, the Skylab flight film (type 104-06-05) 
i ite a mar e c ange in characteristics of the H&D curve as compared with the ground 
control samples. Although the laboratory samples reached a D max = 1.2, the flight film suffered 
a significant loss in both D max and contrast as compared to the identical emulsion batch that 
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vZe ^foIdvoV^nT 1 ^' T fl he m ^ mum diffuse density of the mm w hich was flown reached a 
• , ■ : 8, nd after a flat plateau at that level diminished abruptly as the exposure level 

e . his solanzation effect is extremely detrimental to the analysis of solar EUV data. 

me T, red diffU l S , e dens,ty can be produced by vastly different photon fluxes incident 
t 6 TbeSe P roblems ’ coupled with the extreme difficulty in the manufacture, cost. 

re^rdedTnThl^ ™ T* 0 " 8 ™P redictable appearances of fog and blemishes in images 

, Schumann emulsions, have resulted m these films being regarded as difficult, both 

by the astronomers who use the film and by Eastman Kodak Company who manufacture the film 
urthermore, since A1 DeWan (the Eastman Kodak expert in the methods used to manufacture 

e ?c K° nS ** re * 1Fed ’ 11 may become impossible to obtain Type 104, 101-07 and the other 
St «nulsio», which for several years Eastmaa Kodak has produced as a service to 

the scientific community. Although the unavailability of 101-07 film does not pose a great difficulty 
for experiment, such as the MSSTA, which use. relatively fast imaging systems with high reflection 
.fficiency optics, it could be a serious problem for those interested in EUV spectroscopy of the Sun 
laser fusion plasmas, or imaging of faint EUV/FUV sources. 

Kodak had also produced other specialized films for use at soft x-ray wavelengths. The soft 
1 -rays in the 6-49 A bandpass regime, covered by our ATM Experiment S-056 x-ray telescope that 
own on yiab are not nearly as strongly absorbed by gelatin as are the photons of longer 
wavelengths. Nevertheless, the flight film we used with this instrument to take almost 25 000 x- 
rav .mages of the Sun was a specially prepared Kodak SO-212 emulsion. (Some .mages we're also 
recorded on a color emulsion, Kodak Aerial Color Film SO-242, which resulted in slightly higher 
.pa lal resolution but at significantly lower x-ray sensitivity.) The SO-212 is a Kodak Panatomic- 
ff ! ri tf m 34 .°° WUh tde protectlve gelatin overcoat removed to reduce soft x-ray absorption 
A TdC \ mil i S10 “ Wa5 deposited on a thin (63.5 micron) Estar base. The Estar base films have 
consi era y higher dimensional stability than the cellulose acetate butyrate base films. 

Since this soft x-ray had to be transported on rolls after exposure to high vacuum, a conductive 
Rem-Jet backing was applied to the film. This prevented image degradation due to electrostatic 
discharges that occur when the film is unwound after it has been dried by exposure to high vacuum, 
owever, Rem-Jet coatings are difficult to remove, and great care must be exercised to prevent 
nS ‘ k 6 f ° rn * ° f tlny black P art mulates) from contaminating the emulsion surface of the film 
' Unn J the removai P roc ess. Any Rem-Jet particles on the emulsion side when the film dries have 
a tendency to become permanently affixed to the film. Kodak has recently solved this problem by 
eveiopmg a conductive Estar base. All of the newer EUV sensitive films which Kodak has provided 

° U i S f T a*** thlS conductlve Esta r base. Extensive vacuum tests have produced excellent 
results No degradation has ever been observed as a result of electrostatic discharges resulting from 
unspooling the dry conductive Estar base film, even after prolonged exposure to ultra-high vacuum 
conditmns Furthermore, there exist none of the problems associated with Rem-Jet removal, so 
this technological development is very much appreciated. 

The limitations of the Skylab films flown on S-056, S-082A and S-082B led us to be ex- 
[' em ^ y concer ° ed ab ° Ut P^ogTapfcc films for use at wavelengths longward of 100 A. Indeed, 
1 m Tc f g regime was particularly demanding. When Skylab was launched, only the 

sZfor!/ kn0WD With CCTtainty t0 be sensitive in this regime. T he 
rd/MSFC/LLNL Rocket X-Ray Spectroheliograph was designed to obtain images at selected 

wavelengths ranging from 8 A at the prime focus of the grazing incidence Wolter-Schwarzschild 

; e .f C ° pe k ° . 1 C1 and ^ ^°r the Herschelian and Cassegrain telescopes. To obtain 

sui a e pho ographic films (which could be transported in conventional cameras) for use in this 
region, assistance was sought from A1 DeWan, Gordon Brown, Martin Scott, Paul Gilman and 
others at Eastman Kodak. Kodak provided several experimental tabular grain emulsions in 35 mm 
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tormat on Estar base with Rem-Jet anti-static coated backing for our investigations and flight 
Tests which were conducted at MSFC and at the Los Alamos National Laboratory revealed 
L a * * *** T '^ aJ ° emulsions 3 have significantly higher sensitivity in the desired regime than the 
SU-212 films which we had maintained in cold storage since the Skylab mission. The Kodak tabular 
grrnn films represent a revolutionary breakthrough, in that the silver halide grains are in the form 
°t fiat, triangular or truncated triangular crystals. 9 The grains tend to lie flat on the base, which 
}ie s a film which has higher sensitivity and enhanced spatial resolution simultaneously The 
experimental emulsion which we selected for flight on the Stanford/MSFC/LLNL Rocket X-Ray 
bpectroheliograph is now marketed commercially as KODAK T-MAX 100 film. On this flight the 
-grain 100 film proved itself to be an excellent detector for high resolution imaging of the Sun in 

^' 256 Hoover and Lindblom processed the flight film, by hand, 
at the White Sands Missile Range. Hoover et al. 8 have described the film processing details and 
experiences with this excellent emulsion on the rocket flight 


2. MSSTA PHOTOGRAPHIC FILM REQUIREMENTS 

The Multi-Spectral Solar Telescope Array includes two Cassegrain, seven Ritchev-Chretien and 
five Herschelian telescopes to image the Sun over a much broader region of the electromagnetic 
spectrum than our previous payload. Walker et al. 10 have provided a detailed description of this 

' The C07n P leted payload is shown in Figure 1, undergoing final assembly and testing at 
MSFC prior to shipment to the White Sands Missile Range for launch. 

It is also planned for the MSSTA telescopes to achieve a much higher spatial resolution than 
0Q t Stanford/MSFC/LLNL Rocket X-Ray Spectroheliograph. Consequently, the 
MSSTA poses perhaps the most strenuous demands upon the imaging detector ever imposed by a 
single spaceflight payload. 

The MSSTA requires detectors capable of providing full disk images of the Sun (including the 
corona out to 1_5 solar radii) with spatial resolution up to 0.1 arc second. The usable field of view 
o eac of the Ritchey-Chretien telescopes is ± 25 arc minutes, which is an area of 3000X3000 
arc seconds. In accordance with the Nyquist limit, to achieve spatial resolution of 0.1 arc second 
over this field of view with a CCD, we would require a detector with 60.000 X 60.000 pixels. 
Since the MSSTA Ritchey-Chretiens have a focal length of 3.5 meters, their plate scale is such 
f ' at . 1 arC S f cond 1S 17 microns in the detector plane. Hence, to achieve the desired ultra-high 
resolution of 0.1 arc second, a CCD type imaging detector would require pixels of 0.85 micron 
dimension. These requirements are clearly far beyond the capabilities of currently available solid 
^tate detectors: consequently, ultra-high resolution photographic emulsions afford the onlv solution. 

9 e ' n orm ation storage capacity of photographic films is indeed phenomenal, ranging from 10 7 to 
0 bits cm . Even if a CCD with these characteristics could be produced, the data rates produced 
v Stic an array of ultra- high resolution instruments taking full disk solar images simultaneously 
would far exceed the limitations of telemetry technologies now available. 

The MSSTA detectors must also operate over a very wide and difficult portion of the elec- 
** C ranging from the soft x-ray (44-100 A) through the Extreme Ultraviolet 
1 1( J°-335 A) and into the Far Ultraviolet (1215.6 A and 1550 A). Photographic films constitute the 
only detectors capable of meeting these requirements. The films must be capable of functioning 
after days of exposure to high vacuum, without degrading the images due to sparks from electro- 
static sc arges, and they must be capable of being transported through ordinary film cameras. 

urthermore, to permit observations of faint features in the far corona and quiet Sun. as well as 
l ° i ^ rapi< “ y transient features to be studied during the limited time (300-400 seconds) 

available on a sounding rocket flight, high sensitivity at these diverse wavelengths is needed. To 
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accommodate the extreme variations of brightness that can occnr in a single image of the Sun ( such 
as between the bnghtness levels of coronal holes and the faint corona Z compared to that of an 
ac ive region or flare), emulsions with the greatest possible latitude, which are capable of reaching 

takl^ y 8 rX dlffUSC density Vaiues before solarizing, are needed. In order to adequately 
take advantage of the extremely high spatial resolution made possible by the Ritchey-clretien 

m ayer x ray t escopes aboard the MSSTA payload, photographic emulsions from high (200 
lnes/mm) to ultra-high (2000 lines/mm) spatial resolution are required. We report hereon the 
■rntial results of our synchrotron studies of several exciting new photographic emulsio^hkh 

IhrMSSTA^grLn^' 1 ”* 0 C ° mp “ y ’ “ d which mKt dem “ di ' 1 S requirement, of 

Tvt^tt^.!^ f rOVlded Se ^f rai batches of experimental tabular grain film in 70 mm format with 
YTTV indudmg Experimental XUV-100, Experimental XUV-400, Experimental 

- ' 3 ^ 00 ; and Spectroscopic 649. Visible light testing and evaluation of these films was car- 

ried out within the Space Science Laboratory at MSFC. Soft x-ray/EUV tests of the T-grain 100 
I S 7 on the Stanford/MSFC/LLNL Rocket X-Ray Spectroheliograph were carried 
EUV ™ a ,t I s AlamOS National Laboratory. We conducted measurements of the 

\fSSTA T7t° f ^ m “ WeU “ investi S ated tb e EUV response characteristics of the new 
, candidate emulsions at the Stanford Synchrotron Radiation Laboratory (SSRL) We also 

perfonneii evaluations of these films at EUV and FUV wavelengths at the University of California, 

® k ey a “ d at ‘be Synchrotron Ultraviolet Radiation Facility (SURF U) of the National Institute 

and S t & I * C “° °®[ ( NI ST). We report here on the performance of different emulsions 

and batches at selected wavelengths in the EUV and FUV that are of importance to the MSSTA 

program, based primarily upon the data obtained at NIST and the University of California, Berke- 


3. EUV/FUV RESPONSE OF MSSTA FLIGHT FILMS 

rivt ln aCC ° rdanCe with our Prior observations of base film fog, resolution, and x-rav/EUV sensi- 

Exn^erimMtal^TTV^nn^f ° f emu]sions for ‘ h « MSSTA mission had been narrowed to the 

rhe^last 100 tabular S™ 11 ( w hich was very similar to the T-grain 100 film used on 

ExnlrimS YUV a°nn ^ CtrOSCO P lc 649 During our earlier studies we had rejected the 
Experimental XUV 400 and Experimental XUV 3200 films in that they exhibited higher base fog 

densities and lower spatial resolution than the Experimental XUV 100 films, although exhibiting 
somewhat hgher sensitivity at EUV wavelengths. We had also rejected some XUV 100 batches 
*\,° P ™ sence of scratc bes in the film batch. Our tests at Los Alamos and 
ivp bhShe< l. th i t the Ex P erimental XUV 100 film batches were slightly more respon- 

mission 173 ^ ^ *** T ‘ grain 100 emulsi on which was used as the flight film on our prior 

at U cpp e ^ 1 1 ^ VeStigati ° nS, ^ With imaging tests using ‘be flight Ritchey-Chretien telescopes 
at MSFC, had resulted in the reduction of the candidate films for the MSSTA flight to two batches 

of Experimental XUV 100 film and two batches of Spectroscopic 649 film. Both of these emulsions 

vrvTn^! ? mm f ° rmat Wlth minimTim gelatin overcoat on a conductive Estar base. The 
- U 100 and Spectroscopic 649 films are fundamentally very different. The XUV 100 has high 
sensitivity and very good spatial resolution (200 lines/mm). This film is ideal for recording faint 
solar features and rapidly varying transient events which require numerous short exposures. The 
Spectroscope 649 film is a super-fine grain film capable of higher spatial resolution than any 
o her film produced by Kodak. It affords significantly higher resolution than even the Kodak 


-p , . i n _ . o— j icsuiuuuu i.u<iu even me xvoc 

ec meal Pan 2415. This is the photographic emulsion which was used by Golub et al. u 


to 
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produce excellent solar x-ray images at 63.5 A with a large Herschelian telescope. Spiller et al 12 
ave provided calibration data on the response characteristics at 67.7 A of standard Technical 
an film with gelatin overcoat (which is commercially available) and the special Technical Pan 
em sion w ch was provided to them in 1985 without a gelatin overcoat. At 67.7 A it is clear 
that absorption within the gelatin is a minimal effect, whereas it is highly significant in the EUV 

rh ;r: ngthS l0n S"\ han Technical Pan has lower inherent spatial resolution than the 

pec roscopic 649 film, which was considered ideal for use as a flight emulsion on the MSSTA 

’ r° Vlde<i Ao 0Uid A Sh ° Wn t0 haVe adequate sensitivity at the wavelengths of interest, 
he Spectroscopic 649 emulsion is vastly less sensitive than the XTJV 100 at visible wavelengths 
but offers significantly higher spatial resolution (2000 lines/mm). Consequently, this is a most 

1 ™ P ? r . an m ’ ^.! t 110116 °ff® rs the capability of achieving the ultimate 0.1 arc second spatial 
resolution capabilities to which the instrument has been designed. However, prior to our tests 
nothing was known about the sensitivity of this film at EUV/FUV wavelengths 

„ 9 T A EUV . te3t8 carried ° ut at the NIST SURF II synchrotron made use of a 2 A bandpass 
, m i eter f P azing madence McPherson Monochromator. The tests were conducted at three wave- 
engths of importance to the MSSTA instrumentation: 173 A, 211 A and 335 A. We have assumed 
hat no significant variation in beam strength occurs over the small bandwidth of the monochroma- 

, a 6 haV * *£? a ^® umed that ^e EUV beam power is directly proportional to the synchrotron 
m current. The film was contained in a specially constructed, all aluminum, light tight camera 
of our own design, which had outgassing properties suitable for use in ultra-high vacuum systems. 
This film holder was equipped with double filters, each of 1500 A aluminum foil on a nickel mesh, 
e filters were fabricated by LUXEL Corp. of Friday Harbor, Washington. We have designated as 

inm tra ° s ^ mssion of the mter P* 1 - A caUbrated United Detector Technology (UDT Model: XUV 
0) photodiode wu placed in the beam prior to any exposures being recorded. The diode current 

h d<Th aSUTed fOF 1 PaniCular beam current Ib «' Then for an y subsequent beam current I B 


In = fi-to. 


(1) 


e exposures were made by opening the beam shutter for time t which allowed the beam 
to pass through the filters and expose the film. A precision two-axis translation stage within the 
ultra-high vacuum chamber of the monochromator was then advanced to the next X and Y position 
permit t e next spot on the film to be exposed. Typical operational chamber pressures were 
m the range of 10 Torr. Since we know the diode quantum efficiency Q, the photon flux at the 
fil er is QI d . After passing through the filter pair, the flux is fQI D . During exposure time t, the 
total number of photons hitting the film is fQI D t. In an image spot of area A, the photon density 


photons _ fQI D t fQIglnt 


cm 


-2 


.4 


-4/e„ 


( 2 ) 


At the NIST facility, we measured the quantities I Do and I Ba initially and I B , t and A for 
eachjpot recorded on the film. The energy density is obtained by multiplying the photon density 

tt], Tbe , ffJ T , S .y B : F 1 wa5 used to test the MSSTA candidate films in the Far 

avio e ( ) a • Since this wavelength was beyond the spectral range that could be 

selected with the monochromator the flight 1550 A filters produced by Acton Research were used 
to select the radiation range which struck the film. The monochromator was placed in zero order, 
and the direct synchrotron beam allowed to transmit through both FUV filters before striking 
the film. To carry out the analysis properly, all quantities should be convolved as functions of 
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A. However, since the diode quantum efficiency Q is constant to within 10 % over the ranee of 
w,aveengt s within the 100 A bandpass of the filter pair, the analysis simplifies to the EUV case 
■vhere Q is replaced with its average. 

After exposure to the synchrotron beam, the film camera was removed from the monochro- 
mi * ° r , C * mber and t j a “ sf ® rred t0 the darkroom. The camera was unloaded in total darkness 

if P '° C , eS , by hand in Kodak D ’ 19 developer at 70 °F for 9 minutes. It was then 
submerged m Kodak indicator stop bath at 70 °F for 30 seconds and fixed in Kodak Rapid Fixer 
at the same temperature for 4 minutes. The film was then washed in a flowing water bath at 70 
or minutes, treated with Kodak photo-flo and allowed to dry in air. The diffuse density 
measurements were performed at MSFC using a MacBeth Model TD-504 densitometer. Prior to 

calibraths^ Cabbrated Kodak ste P wed ge was used to verify that the densitometer was in proper 

The resultant images, as seen in Fig. 3a. consist of a small dark square (2.2 mm X 2.2 
ram) on top of a lighter and larger rectangle (2.2 mm X 12 mm), due to the properties of the 
monochromator grazing incidence optic and grating. (Fig. 3a.) The monochromator is properly 
° CUS . S€ ° r ra< kf tlon at 130 A wavelength, but becomes progressively more de-focussed at longer 
wave eng s. ( lg. 3b.) At 173 A most of the radiation falls within the confines of the small 
square an only a small fraction of the flux is in the large rectangle. At 335 A the smaH square has 

ZStTtt W u P rCCtangie and is QO lon 6 er a PP a ^t. The diode is large enough 
to receive all radiation within both the large rectangle and the inscribed smaller square. This 

aspect of the data complicates the analysis. If the density of only the small square is considered, 
photons in the rectangle are being missed. To establish the relative photon flux onto the small 
square and the large rectangle requires knowledge of the H&D curve, which is the subject of 
e measurement. However, this analysis problem has been approached by means of a recursive 
procedure to determine how much flux fell on the small square and the larger rectangle- 

a) Assume all flux falls on the small square 

b) Determine the H&D curve 

c) Use H&D curve to determine flux onto large rectangle 

d) Adjust flux into small square accordingly 

e) Determine new H&D curve 

‘ ^ Recursively loop through b-e until the solution becomes stable. 

Two primary batches of Experimental XUV 100 film were evaluated at NIST as the prime 

° F 1 a TbeSe W6re designated by Eastman Kodak as batches J4-6569 and J4- 

. Figure 4a shows a composite of the data compiled on these two film batches at the test 

Zhtlv" ?nw TT at tbe SU * F 11 facibty - ^ be seen that, for comparable photon fluxes, 

slightly lower densities are obtained at 211 A than with the 173 A and 335 A photons. There is 

virtually no difference in the performance of the two film batches at 211 A. However, at 173 A, 335 
A and 1550 A emulsion batch J4-6569 is slightly more sensitive. The relatively flat aspect of the 
H&D curve for the EUV wavelengths at the photon flux levels available within the short exposure 
times obtained is probably an effect of absorption of the EUV photons within the gelatin. The 
e ect of the gelatin absorption is even more clearly seen when the data are shown as in Fig. 4b 
1 a ? r ® r I ? , * e * nc ^ ent Photons is included to calculate the incident energy density on 

YTTV uu/ Sh i OUld ^r e oonon e N n0ted that we have P reviously established that the Experimental 

film f J4 0 qq4^T On h- i 4 " 320 fl 01 15 responsive at 173 A than tbe Experimental T-grain 100 
film (J4- 994203) which was flown on the Stanford/MSFC/LLNL Rocket X-Ray SpectroheUograph. 

J UC f are Photographically faster than the 173 A telescope flown on 

the Stanford/MSFC/LLNL Rocket Spectroheliograph, and the MSSTA mirrors have a reflectivity 
that is considerably higher, comparable densities on this film should be obtained in exposure times 
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7 are w by a ^ act ° r of 6 ‘ ^he S reat surprise in the measured response data lies in the 

aC 1 at f 6 ^fP erimentai XUV !00 film is remarkably more sensitive at 1550 A than at the EUV 
wave engths. This is probably the result of lower absorption by the gelatin of the FUV photons. 

XuTinnfiT densities 35 W 6 h 15 37 were recorded on the Experimental 

\ f 11 1S ^ so extre mcly important that even at these high densities, the 

data points still lie on the Unear portion of the H&D curve with no appearance of the shoulder 

• ? a PP ea nng. This indicates the tremendous dynamic range of this emulsion. Future tests are 
planned which will allow exposures sufficiently long to estabUsh the shoulder of the curve and if 
possible to determine what photon fluxes would be required in the FUV to initiate film solarization. 
An exciting and potentially important discovery of these tests was that the 1550 A photons are 

,ie top of Hm “ d —«w« p- 

This result was obtained because of the fact that adhesives commonly used to spUce the film 
were not acceptable due to the ultra-high vacuum requirements of the test. The Metric Splicer 
rasomc Urn Splicer which we plan to use for the flight emulsions was unavailable. Consequently 
to evaluate two different film batches in a single run. one piece was cut to 70 mm X 70 mm format! 
and another of a different batch was cut to a 35 mm X 70 mm format and placed so as to cover 
half of the larger piece of film. This allowed two batches to be tested for each vacuum pump-down 
When the top piece was exposed for 30 minutes and processed, it exhibited a maximum density of 

• .<• owever, the bottom piece of film was found to have been exposed to a density of 1.8 with 
photons which had penetrated the emulsion and Estar base of the uppermost p,ece of film. 

The ultra-high resolution Spectroscopic 649 film was also tested and the results were very 
exci mg. The Spectroscopic 649 proved to be very much more sensitive in the EUV than we had 
anticipated based upon its relative sensitivity, as compared to the XUV 100, at visible wavelengths. 

uring resolution tests of the MSSTA telescope in white light, exposures of 30 seconds were required 
to produce densities on the film similar to that obtained on XUV 100 in 1/500 of a second, a 
difference of some 14 f/stops, which is equivalent to exposures some 16,000 times longer. 

fi , Q , Even tE ° Ugh at ^ese exposure times reciprocity failure might play some role in the observed 

. . e °Ymr Tnn S ’ l‘ S C ear that the 649 is vastly less res P° nsive at visible wavelengths as compared 

? ‘ VT ^. res ^ onse C ^ aracter istics of the Spectroscopic 649 emulsion as compared to 

die Experimental XLV 100 are shown in Fig. 5a for 173 A and in Fig. 5b for 1550 A. The 
bpectroscopic 649 film is astonishingly sensitive at 173 A. Indeed, even at 1550 A it is responsive 
^though much slower than the XUV 100. These results are of the utmost importance to the 

f tv, Th ® y ® how that tlle ultra-fine grain Spectroscopic 649 emulsion can be used 

for the Herschehan and Ritchey-Chretien telescopes in the EUV. Consequently, our ultimate goal 
of achieving solar images with 0.1 arc second spatial resolution on the MSSTA flight may be 
achieved, providing the pointing system delivers sufficient stability during at least some of the 
exposures. They also indicate that the Spectroscopic 649 emulsion may even be of value in the 
U . At Hydrogen I Lyman a (1216 A) the Sun emits more radiation than at all other FUV lines 
com me . onsequently, even though the film is notably less responsive, sufficient solar flux at 
is wavelength should be available to permit images with a spatial resolution in the range of 0.3 
arc second, which corresponds to the diffraction limit of the telescope at 1216 A. 

The response of the two candidate Spectroscopic Film 649 batches (J4-4494 and J4-318801) 

m f “ 1 ?1 ° tt * d 35 di .5 lse densit y vs - Photons/cm- 2 . Data are shown for 173 A, 335 A, 

and 1550 A. V ir tually no difference is observed in the response of the two batches at 173 A and 
5 A. However, approximately 100 times more photons/cm 2 is required at 1550 A to achieve the 
same density as produced at 173 A. However, the sensitivity differences do not appear nearly so 
great when the difuse density is plotted against energy density as is shown in Fig. 6b Apparently 
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somewhere between 335 A and 1550 A the film makes the transition from being a quantum detector 
where . single photon can render a grain developable, to being an integrating detec” r where 
photons are required to render a photon developable. It is also seen that there is virtually 
no difference m the response characteristics of the two film batches. Consequently, batch J4-4494 

amounf PeCt r^° P / C ^ ^ Seiected 35 the solely because we have a larger 

amount available for the flight. 6 

At the Space Science Laboratory of the University of California, Berkeley, we obtained a 

d * POi r*. at 12 Jf. { f ° r the Spectroscopic 649 emulsion, due to the low flux levels available, 
ever, this did establish that the film is responsive at this wavelength. More tests are planned 
o be earned out at this wavelength at the SURF II facility, and absolute calibration must await 

ty^lOl' or’ThVlO^O? fir 1 ^ fadHty T **“ ° btained 1216 A daU ° n the Schuman * emulsion 
VV A ax' J* 101-07 WM P rocessed usin S a 4- minute pre-soak in distiUed water at 68 °F 
and developed for 4 minutes in Kodak D-19 developer at 68 °F. This was followed bv a 30-second 
stop bath and a 30-mmute wash at the same temperature as the developer. 

wavplln^th C p ariy , be S f en ^ Flgs ' 7a * aQ d 7b -) that this film is phenomenally sensitive at this 
elength. For solar observations with an imaging instrument such as MSSTA. where large photon 
fluxes are available, the additional problems of film handling, transport, fogging, and so^Latmn 
levels expected within solar active regions, makes this film less than ideal for our applications 
However, for spectroscopy of faint EUV/FUV sources for laboratory or astronomical applications, 
it is clear that the Schumann emulsions still have advantages to offer. 

5. CONCLUSIONS 

nf th W TT haV€ C ° nduc Jfd tests at the Los Alamos National Laboratory, the Space Science Laboratory 
o the University of Califorma, Berkeley, the Stanford Synchrotron Radiation Laboratory, and Ze 
SURF II synchrotron of the National Institute of Standards and Technology (NIST) to establish the 
response characteristics of photographic emulsions at selected EUV and FUV wavelengths. These 
es s were performed both to calibrate the T-grain film flown on the Stanford/MSFC/LLNL Rocket 
‘ . R y S Pectro h eliograph, and to select the flight films which will be used as the primary imaging 
detectors for the May 16. 1991 launch of the Multi- Spectral Solar Telescope Array (MSSTA) 

e have presented the results of our measurements at the NIST SURF II svnehrotron of the 
response characteristics of the two candidate MSSTA flight film batches of the Exper.mental XUV 

in thTFTlV^^T-t I® oT? batCheS ° f the S P ectrosc °P ic 649 film. Tests were conducted 

in the EUV at 1,3 A, 211 A, 335 A, and in the FUV at 1550 A. Several astonishing observations 

were made during course of this research. By far the most important is the observation that 

e Spectroscopic 649 emulsion is a suitable film for solar observations in the EUV. Although its 

Ti-Ti y t tha ?, tbat ° f the Ex P enment al XUV 100, it is only lower bv 2 to 4 f/stops 
at U3 A while its visible light sensitivity is some 14 f/stops below that of XUV 100 emulsion 

This dramatic difference between visible light and EUV sensitivity is extremely valuable for solar 

nfthTviJV filt Ti! n gfea , tly r , d f ed requJre ments for the visible light rejection characteristics 
of the EUV filters The results of the MSSTA flight will reveal the extent to which this property 

Can de * bzed “ future fdter des,gn considerations. Furthermore, the Spectroscopic 649 film hZ 
significantly higher spatial resolution than the XUV 100, so it is the film of choice for obtaining 
he ultra-high resolution images of the Sun at EUV wavelengths, and even at FUV wavelengths in 
lines such as Hydrogen I Lyman a (1216 A) where the solar intensity is extremely high. 

trijir 0 dis , C0Ver that the Experimental XUV 100 is notably more sensitive at 
!550 A than at the EUV wavelengths. The 1550 A radiation was found to be capable of penetrat- 
ing both the emulsion and film base to produce high density exposures on an underlying piece of 
film. Our prior measurements at Los Alamos National Laboratory and SSRL had established that 
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the Experimental XUV 100 film batches tested are more responsive than the T-grain 100 emul- 
sion which wan successfully down on the Stanford/MSFC/LLNL Rocket X-Ray Spectrohelioeraph. 
mce high density/ high resolution images of the Sun were obtained with the small Herschelian 
mirrors and Cassegrain telescopes on this flight, we are confident that superior images will be pro- 

duced with the significantly larger and faster Herschelian and Ritchey-Chretien telescopes which 
will be flown on the MSSTA. 
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